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1. Introduction 
Biosensors are analytical devices used for the detection of a biological analyte. They 
consist of a biological receptor molecule combined with a physical or physiochemical 
transduction mechanism [1]. The increase in the number of applications of these 
devices is leading to greater standardization of equipment, types of biomolecules and 
test processes. Current areas of application of biosensors include Point of Care 
Testing, Home Diagnostics, Environmental Monitoring, Process Industry and Security 
and Biodefense.  
The evaluation of the performance of the biosensors relies on the following criteria: 
sensitivity, operational and linear concentration range, detection limits, selectivity, 
steady-state and transient response times, reproducibility, stability and long 
lifetime [2]. Other aspects such as cost of test, ease of use, time of analysis including 
all the steps required for sample preparation are also often taken into account.  
One way to classify biosensors relates to their transduction mode, such as 
electrochemical, piezoelectric, optical or gravimetric transduction [3]. The most 
common are the first three (Fig. 1.1). 
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Figure 1.1 Different type of biosensors classified according to their 
transduction mechanism. 
Electrochemical biosensors provide direct conversion of a biological recognition event 
to an electronic signal. Based on a bioelectrochemical receptor, which serves as the 
transduction element, the reaction under investigation either generates a measurable 
current (amperometric), a measurable potential (potentiometric) or a change in the 
conductive properties (conductometric) of the medium between the electrodes [4]:  
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 Amperometric devices are types of electrochemical sensors that continuously 
measure the current resulting from the oxidation or reduction of an electroactive 
species in a biochemical reaction [5, 6].  
 Potentiometric devices measure the accumulation of a charge potential at the 
working electrode compared to the reference electrode in an electrochemical cell 
when zero or no significant current flows between them [7, 8]. 
 Conductometric devices measure the ability of an analyte (e.g. electrolyte 
solutions) or a medium (e.g. nanowires) to conduct an electrical current between 
electrodes or reference nodes. This approach directly monitors the changes in 
conductance of an electrode as a result of the immobilization of e.g. enzymes, 
complementary antibody-antigen pairs, etc. onto the electrode surface [9, 10].  
Piezoelectric sensors are designed around the driving of piezoelectric crystals with an 
alternating potential so that they produce a standing wave at a characteristic 
frequency. This frequency is highly dependent on the elastic properties of the crystal, 
such that if a crystal is coated with a biological recognition element the binding of a 
target analyte to a receptor will produce a change in the resonance frequency, which 
gives a binding signal [11, 12].  
Optical sensors are described in Section 1.1.  
1.1 Optical Biosensors 
Among the different types of biosensor technologies, optical biosensors offer several 
advantages over the others, since they are non-invasive/safe, label-free and can offer 
multi-dimensional and highly sensitive multiplexed detection. Label-free optical 
biosensors are based on measuring the refractive index of the surrounding media 
which is modified by the presence of the target analytes [13, 14]. With a proper 
design, label-free optical biosensor can combine a high sensitivity to changes in the 
refractive index of an outer medium with the possibility of being fabricated with 
nanometer to micron sized dimensions, which leads to an added advantage of a need 
for only small sample and reagent volumes, the latter generally forming a large 
proportion of an assay cost [15]. 
Different technologies of optical biosensing like surface plasmon resonance (SPR) [16, 
17], optical waveguides [18] or thin-films [19] have been successfully incorporated in 
3 
lab-on-chip solutions becoming well established analysis methods in chemistry and 
biology. 
1.1.1 Surface Plasmon Resonance (SPR) 
Surface plasmon resonance is the technology that has found most commercial 
success being one of the most widely employed label-free techniques for the 
determination of many types of interactions [20, 21]. 
SPR biosensors are based on the detection of changes to the refractive index of an 
environment via the coupling of a light wave to the surface plasmons it excites 
(Fig. 1.2.a). A surface plasmon is an oscillation of free electrons that propagates along 
the surface of a conductor, typically a thin film of metal, such as silver or gold. In SPR 
both the wavelength and the angle of light at which coupling occurs are characteristic 
of the particular metal and the environment of its surface. The coupling is observed by 
measuring the amount of light reflected by the metal surface. All the light at most 
wavelengths is reflected, except at the resonant wavelength where almost all the light 
is absorbed (Fig. 1.2.b). Any change in the refractive index of the environment within 
the range of the plasmons field causes a change in the wavelength of the resonance 
wavelength.  
 
Figure 1.2 (a) Configuration based on a prism coupler to excite the surface 
plasmons. (b) Reflected light intensity as a function of wavelength for two 
refractive indices of the sample [22].  
1.1.2 Localized Surface Plasmon Resonance (LSPR) 
Localized surface plasmons are charge density oscillations confined in one or more 
dimensions and so found within metallic nanoparticles and metallic nanostructures. 
The excitation of these localized surface plasmons by an incident light where 
resonance occurs results in a high degree of light scattering which translates to an 
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absorption band in the transmittance spectrum and an enhancement of the local 
electromagnetic field [23]. The localized surface plasmon resonance wavelength is 
highly dependent on the composition, size, shape and refractive index environment of 
the nanoparticles [24, 25]. Due to that property the LSPR phenomenon can be used 
for developing chemical and biological sensors based on measuring the resonance 
wavelength with simple transmission spectroscopy. The resonance wavelength is 
exquisitely sensitive to the refractive index of the nanoparticles environment (Fig. 1.3) 
and so by measuring it in real-time it is possible to detect molecular binding 
events [26].  
 
Figure 1.3 (a) Scattering spectra from a single nanoparticle in various solvent 
environments (left to right): nitrogen, methanol, propanol-1-ol, chloroform 
and benzene. (b) Linear relationship between the solvent refractive index n 
and the LSPR λmax [24].  
1.1.3 Optical Waveguides 
In the quest for label free lab-on-a-chip systems with lower limits of detection an 
alternative optical biosensing technology to SPR and LSPR biosensors, based on 
dielectric structures [27] has arisen. Optical waveguides are dielectric structures that 
guide electromagnetic waves in the optical spectrum. Common types of optical 
waveguides include optical fibers and waveguides made in planar technology. 
Integrated photonic devices based on planar technologies are achieving significant 
advantages as biosensors due to its compatibility with mature silicon microprocessing 
technologies and materials which have permitted a high development of different 
structures that acts biosensors with high-throughput arrays on single-chip for 
simultaneous detection of multiple analytes [28, 29]. 
5 
Although light is mostly confined within the core of the optical waveguide, through 
suitable design part of it can be allowed to extend through the medium surrounding 
the waveguide. Any variation in the refractive index of the medium surrounding the 
waveguide will be translated into a variation of the effective index of the waveguide. 
Among the different configurations used for detection of effective index variation, 
devices based on the Mach-Zehnder interferometer (MZI) have shown highly sensitive 
results for bulk refractive index sensing as well as biosensing applications [30, 31]. In a 
MZI, the phase shift given by the difference in the effective index difference between 
the sensing arm and the reference arm is transformed in an intensity modulation at 
the output of the MZI [32].  
Using the same physical principle based on the variation in the effective index of the 
waveguide produced by a change in the refractive index of the surrounding media 
biosensing devices have been developed based on microring resonators [33]. 
Microring resonators offer the advantage of reducing the device size by orders of 
magnitude, thus reducing the amount of analyte needed for analyte detection as well 
as the possibility of integrating hundreds of devices into a lab-on-a-chip microsystem. 
In this way detection limits down to the femtomolar range for proteins have been 
achieved in an array configuration of 32 sensors monitored simultaneously [34]. 
 
Figure 1.4 Illustration of a ring resonator biosensor that detects the binding 
of analyte to the surface. A tunable laser is coupled to the ring resonator. 
When the laser is in resonance with the resonant mode in the resonator, a 
spectral dip is shown at the detector to indicate the spectral position. (b) 
The resonant mode shifts in response to the local RI change induced by the 
molecular binding [35]. 
1.1.4 Reflectometric sensors 
Reflectometric optical sensors are based on the method called Reflectometric 
Interference Spectroscopy (RIfS) where interference spectroscopy is used to record the 
reflectance spectra at thin transparent films [36]. Within the reflectance spectra a 
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Fabry-Perot interference pattern is observed due to the interference of the two 
reflected waves at the two interfaces of the thin film.  
Within biosensing affinity reactions of biomolecules at the sensor surface lead to the 
formation of a biological layer from bound analytes with the increase in the thickness 
of the thin film leading to a shift of the interference pattern to higher wavelengths. 
The absolute thickness of the layer can however only be derived from the reflectance 
pattern after thorough characterization of the whole optical system [37]. 
 
Figure 1.5 Principle of Reflectometric Interference Spectroscopy (RiFS). The 
optical thickness is obtained from the redshift produced in the reflection 
spectrum of a thin film layer [37].  
Based on the RIfS method, multiplexed devices have been developed by using a 
silicon substrate with top layer of multi-strata thermally grown silicon dioxide (SiO2) 
which acts as the interferometric layer. Illuminating the array with a tunable laser and 
measuring the reflected light at the different wavelengths with a CCD camera it is 
possible to monitor in parallel the binding events that take place in the individual 
elements of the array [38].  
Several studies have been done towards improving the performance of the RIfS 
method focusing on using the internal area of the interference film for sensing 
binding events [39]. In this way, a greater surface area can be exploited for increased 
immobilization of bioreceptor molecules in the area of optical interrogation.  
For this purpose, one approach has been based on the use of SU-8 nanopillars as the 
interferometric layer. This approach improves the sensitivity in comparison with a 
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single layer and also permits straightforward analyte infiltration and liquid trapping 
[40, 41]. The sensitivity is enhanced because the periodic array of nanopillars increases 
the effective sensing surface area for biosensing.  
Other approaches for increasing the internal surface area of the interference film are 
based on the use of porous materials and these will be presented on Section 1.2. 
1.2 Porous Materials for Optical Biosensing  
For biosensing applications porous materials like porous silicon (PSi) or porous 
alumina (AAO) are mainly used as their surface areas are considerably larger than 
those of planar biosensors which results in higher sensitivities and so lower detection 
limits [42]. Among the large variety of optical biosensors based on porous materials 
the simplest devices are the reflectometric sensors that consist of an interferometer 
porous layer of a few microns thickness (Fig. 1.6). Binding of an analyte to the 
corresponding bioreceptor, previously immobilized on the pore walls, results in a 
change in the refractive index of that layer which is detected as a corresponding shift 
in the interference pattern [43]. Both porous silicon and porous alumina have been 
used this approach for biosensor devices based on the RiFS method [44-47].  
 
Figure 1.6 Schematic of a RIfS detection system when using a porous layer 
as the interferometer layer. The interaction of light with the pore structures 
generates a Fabry–Perot interference pattern and the shift of fringe pattern 
as a result of binding molecules or cells on the surface of the pores [47].  
Another group of optical biosensors based on porous materials have used multilayer 
structures that exhibit a high reflectivity in a well defined wavelength range such as 
Bragg mirrors [48] or rugate filters [49, 50]. These devices usually exhibit higher 
sensitivities due to the enhancement of the light-matter interaction produced by the 
multiple reflections of light within the multilayer [51]. When a defect layer is 
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introduced inside the multilayer structure with a different width or a different porosity 
from the porous layers constituting the multilayer, a microcavity is built. Such a device 
enables to obtain very narrow resonances that are highly confined inside the 
microcavity and thus are very sensitive to any variation in refractive index induced by 
the presence of target biomolecules in this defect-layer [52] (Fig. 1.7). 
 
Figure 1.7 (a) SEM cross section image of a typical multilayer structure with a 
defect layer that acts as a microcavity [53]. (b) Typical reflectance spectrum 
of the as a microcavity. A blueshift is observed in the reflectance spectrum 
after the silanization of the pores surface [54].  
As an alternative to the previously described biosensors based on porous monolayer 
or multilayers, planar waveguides made in porous materials have also been proposed 
[55, 56]. They consist of a thin waveguiding layer of medium porosity material on top 
of a highly porous layer substrate whose refractive index is lower than the 
waveguiding layer. As explained in Section 1.1.3 planar waveguides support light 
modes propagating within the waveguide parallel to the surface.  
A typical configuration used for measuring the refractive index variations produced by 
the infiltration of the molecules in the pores of the porous waveguide uses a coupling 
prism for monitoring the variation in the coupling angle [55].  
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Figure 1.8 Porous waveguide consisting of a medium porosity on the top of 
a high porosity substrate. A prism is used to couple light at a specific angle 
into the waveguide which is modified when the analytes get into the pores. 
[Rong2008].  
1.3 Publications  
The first published paper entitled “Birefringent porous silicon membranes for optical 
sensing” presents the results of the investigation on free standing silicon membranes 
prepared from p-type (110) surface oriented silicon as a material for optical 
biosensing. The birefringence and sensitivity of this type of porous membrane is 
theoretically simulated using the Bruggeman model which is extended to incorporate 
the influence that silicon oxidation has on both birefringence and sensitivity. Using this 
extended theoretical model a good agreement is found between the measured 
sensitivity values and the theoretical ones. The final section of this chapter describes 
the development of a statistical model for characterizing the main depolarization 
sources responsible of the differences found between the measured transmittance 
spectra and the theoretical ones. These depolarization sources were mainly the 
resolution of the spectrometer used, the variations in the porous membrane thickness 
and the light scattering produced by the pores. The main contribution to the whole 
depolarization process was found to be the light scattering which increases 
dramatically with the sample thickness causing an increase in the standard deviation 
of the measured birefringence values.  
The second publication, “Highly-sensitive anisotropic Porous Silicon based optical 
sensors”, reports on the modeling, fabrication and characterization of PSi membranes 
from both (110) and (100) silicon was reported. Based on the Bruggeman model the 
theoretical birefringence and sensitivity was obtained as a function of the porosity and 
wavelength, with both values have a maximum shown for porosities around 0.5. The 
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impact that the oxidation of pore walls has on birefringence and sensitivity was also 
studied theoretically. Thereafter a set of PSi samples from different oriented substrates 
fabricated and characterized. Porous silicon made from (110) shown to be higher 
values of birefringence than the ones obtained from a (100) surface oriented silicon. 
Due to the highest birefringence, also the better sensitivity is found in the (110) 
samples, measuring a value as high as 1407 nm/RIU at a wavelength of 1500 nm. 
The third publication, “Phase sensitive detection for optical sensing with porous 
silicon”, addresses the development of a highly sensitive optical sensor by combining 
a phase retardation measurement readout scheme for measuring the optical 
anisotropy, at a wavelength of 1500 nm, with mesoporous silicon membranes 
fabricated from medium doped n-type (100) surface oriented silicon. These 
mesoporous membranes with 50 nm pore size are suitable for biosensing applications 
since they allow the infiltration of the target analytes inside the pores. Birefringence 
measurements show that the measured birefringence values decrease with sample 
thickness due to decreasing number of pores that grow in the <113> directions. 
Subsequent sensing experiments carried out using membranes with thicknesses from 
10 to 60 μm showed that the amount of depolarized light increases with sample 
thickness resulting in a poorer resolution of birefringence measurements. Thus, the 
lowest detection limit obtained was 6.25x10-6 refractive index units, from a 10 μm thick 
membrane. The thermooptic coefficient of that membrane was measured in an 
aqueous environment and found to be 8x10-4 rad/°C. 
In the fourth publication, “Real-time polarimetric optical sensor using macroporous 
alumina membranes”, we report on the f irst demonstration of real-time highly 
sensitive optical sensing using free standing alumina membranes of 200 nm pore 
diameter. In comparison with the previously studied porous silicon membranes, these 
macroporous alumina membranes not only allow the inf iltration of biomolecules but 
also present flow-through properties so that analytes can be delivered fast to 
bioreceptors placed on the surface of the pores throughout their length. The 
birefringence measurements of this type of membrane at wavelengths of 1500 nm, 
980 nm and 808 nm show a decrease at shorter wavelengths where depolarization 
caused by light scattering becomes more signif icant. The volumetric sensing 
experiments performed at the same wavelengths demonstrated detection limits of in 
the range of 10-6 refractive index units. The lowest detection limit was 5.2x10-6 
refractive index units measured at a wavelength of 980 nm which demonstrates the 
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possibility of developing low-cost multiplexed devices through the use of silicon CCD 
detectors.  
The last publication, “Real-time polarimetric biosensing using macroporous alumina 
membranes”, describes the immobilization of the allergen protein β-Lactoglobulin by 
means of functionalizing the alumina membrane pores surface with an epoxysilane. 
The specific binding response produced by the recognition of the rabbit anti-β-
lactoglobulin antibody by the immobilized protein is then measured in real-time by 
the developed porous alumina based optical biosensor microsystem. The binding 
response from the recognition between this first antibody and a secondary antibody 
anti-rabbit IgG was then also measured in real-time demonstrating the biosensing 
capabilities of the free-standing membrane when its birefringence is measured using 
an polarimetric setup.  
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2. Summary 
2.1 Experimental techniques 
2.1.1 Fabrication 
Porous silicon anodization 
PSi is typically prepared by the electrochemical etching of silicon using HF dissolved in 
water or ethanol. Parameters such as pore size, porosity and layer thickness can be 
adjusted by correctly choosing the resistivity of the silicon wafer, the HF concentration 
and the etch time [1].  
The mesoporous samples prepared from (110) surface oriented n-type Si with a 
resistivity of 0.01-0.001 Ω·cm had pore sizes around 50 nanometers, as shown in 
Fig. 2.1 (a). They were prepared by electrochemical etching using a solution 
composed of HF:Ethanol=3:7 by volume, considering an initial HF concentration of 
48% and a current density of 25 mA/cm2 . 
The other set of mesoporous samples were prepared from (100) surface oriented p-
type Si with resistivity of 0.01-0.001 01 Ω·cm. In this case the pore sizes were around 
80 nanometers, as shown in Fig. 3.1 (b).  
(a) (b)
 
Figure 2.1 (a) Surface SEM image of one of the samples etched from (110) 
surface oriented silicon. Pore diameter is around 50 nm. (b) Cross section 
SEM image of one of the fabricated samples from (100) surface oriented 
silicon. Pore diameters are around 80 nm. 
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For subsequent optical characterization, porous membranes were detached from the 
bulk silicon layer that supports them by applying a strong current burst at the end of 
the etching, completely dissolving the bottom silicon layer that surrounds the etched 
area. With this procedure the membrane can be transferred to a support substrate [2]. 
Before optical characterization, the detached membranes were then thermally 
oxidized at 200 °C for 12 hours. This oxidation process has two purposes; first a thin 
silicon dioxide layer is formed on the pore walls so as to stabilize them, reducing the 
drift in effective refractive index. Secondly, the thin silicon dioxide layer increases the 
hydrophilicity of the samples [3] for improve microfluidic transport of liquids in the 
subsequent sensing experiments. 
Membrane transfer to support structures 
After oxidation, the free-standing membranes were transferred onto support 
structures using a 1 μm thick of PMMA (Poly(methyl methacrylate)) resist as the 
adhesion layer between the support structure and the free-standing membrane. The 
support structures used were typically aluminum, glass or silicon substrates square 
pieces of 15 by 15 millimeters with a hole performed in the center of the structure for 
the light and the analytes to pass through to the membranes. 
Pore surface functionalization 
The pore surfaces of the free standing membranes studied in this work were 
functionalized by a self-assembled epoxysilane monolayer. This monolayer was 
chemisorbed onto the pores walls through a reaction of alumina hydroxyl groups with 
the silane groups so that receptors biomolecules could be latter attached (Fig. 2.2). 
In doing so, first the hydroxyl groups of the membranes surface were activated by an 
oxygen plasma treatment and then the membranes were immersed into a 1% solution 
(in volume) of (3-glycidoxypropyl) trimethoxy silane in dry toluene over night at room 
temperature. This was followed by a curing step at 80 °C under vacuum to ensure a 
high degree of coverage of the surface. Finally the membranes were rinsed with 
toluene and ethanol and dried under a stream of nitrogen in order to remove any 
physisorbed silane groups. 
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Figure 2.2 Formation of the epoxysilane monolayer on the pores surface by 
(3-glycidoxypropyl)trimethoxysilane and the following immobilization of β-
lactoglobulin protein onto the resulting monolayer. 
Bioreceptor immobilization 
Once the free standing membranes had been functionalized and transferred to the 
supports the β-lactoglobulin protein bioreceptors were immobilized on the silanized 
surface, via spotting, through the linkage to the active surface epoxy groups. For this 
purpose a piezoelectric spotter SciFlexArrayer S5 from Scienion was used to spot ten 
microliters of β-lactoglobulin B protein at 1 mg/mL concentration on the 
functionalized membranes. Thereafter the spotted membranes were incubated at 
room temperature in a moisture chamber overnight and rinsed with PBS solution to 
remove unbound protein. The spotted membranes were then blocked by a BSA 
solution at 0.1 μg/mL concentration, washed again with PBS and dried under a 
nitrogen stream. 
2.2.1 Optical characterization 
The optical anisotropy of the porous free standing membranes was studied by 
analyzing the polarization change of the light transmitted through them. Two different 
polarimetric setups were employed to determine the birefringence of the free 
standing membranes and its sensitivity to refractive index changes. Those setups are 
explained in the two next subsections. 
Polarization resolved transmittance measurements  
The setup used for characterizing the porous membranes fabricated from (110) 
surface oriented silicon is depicted in Fig. 2.3. The output light from a tungsten 
halogen lamp is collimated and then polarized linearly at 45° with respect to the 
horizontal direction.  he linearly polarized light passes through the anisotropic P i 
sample which is oriented with its    1  and  11 ] crystallographic directions parallel to 
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the vertical and horizontal directions, respectively. The lamp spot incident on the PSi 
samples had a diameter of 1.  mm with a di ergence of 1 .  he components of light 
along the    1  and  11 ] directions undergo a phase shift or retardation upon 
traversing the membrane given by: 
   
2
d n

     

    (2.1) 
where λ is the incident wavelength of light, d the PSi membrane thickness and Δn(λ) 
its birefringence. The phase shift is then converted into an amplitude shift through 
traversing a second polarizer (usually called analyzer), and is then recorded by a 
spectrometer. To cover the transmission spectrum in the whole region of interest, 
from 600 to 1600 nm, the spectrometers used were an Ocean Optics NIR512 with a 
bandwidth of 3.1 nm and an Ocean Optics RedTide 650 with a bandwidth of 2 nm. 
 
Figure 2.3 Scheme of the setup used for the optical characterization of the 
PSi membranes. 
The normalized transmittance (light recorded in the parallel or cross direction divided 
by the sum of the light in the parallel and cross directions) for polarizers placed in 
parallel or crossed is given by: 
    2||  cos / 2T         (2.2) 
    2sin / 2T         (2.3) 
where Δϕ(λ) is the phase retardation gi en by Eq.  .1. 
Phase retardation measurements 
Optical birefringence can be measured by a wide variety of methods; the simplest one 
is based on the measurement of the transmitted light through a sample when it is 
placed between crossed polarizers [4]. Although this method is simple to implement a 
photoelastic modulator (PEM) can be used instead for greater measurement 
accuracy [5]. The optical setup with a PEM that was used for characterizing the optical 
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anisotropy of the porous silicon membranes fabricated from (100) surface oriented 
silicon as well as the macroporous alumina membranes is shown in Fig. 2.4.  
 
Figure 2.4 Polarimetric setup used for the optical anisotropy characterization 
of the free-standing membranes.  
The output light from a laser diode is collimated and directed to a first linear polarizer. 
The linearly polarized light from the polarizer arrives at a photoelastic modulator 
(PEM; Hinds Instruments PEM-100) that modulates the light polarization. The 
modulated light is incident at 45º to the alumina membrane, which is mounted on a 
flow-cell. The light exiting the membrane, after passing a second polarizer, is detected 
by a photodiode which is connected to a lock-in amplifier. The lock-in amplifier (SR-
830) demodulates the detected signal extracting the amplitudes of its first and second 
harmonics, which are related to the phase retardation Δϕ between the ordinary and 
extraordinary components of the polarized light by [12]:  
 
 
1 2 0
2 1 0
arctan ·
f
f
V J A
V J A

 
    
 
    (2.4) 
where V1f and V2f are the amplitudes of the first and second harmonics of the 
modulated signal, J1(A0) and J2(A0) are the Bessel functions of first and second order 
respectively, and A0 is the amplitude of the modulating signal (in radians).  
This polarimetric measurement platform offers several advantages over other 
photonics platforms that rely on vertical interrogation mechanisms as it avoids a 
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complex coupling system thereby constituting a robust sensing platform minimizing 
alignment requirements for light coupling. 
The resolution of the setup was tested by taking multiple measurements of a quartz 
sample with a known birefringence. The measured values had a Gaussian distribution 
with a standard deviation equal to 10-7 rad. By adopting the convention that the 
resolution is given by the standard deviation when the values have a Gaussian 
distribution, we obtain the resolution of our measurement system as 10-7 rad. 
2.1.3 Fluidic platform 
A layout of the flow-cell used for the flow-through sensing is depicted in Fig. 2.5. A 
free standing membrane mounted on a support structure is placed between two glass 
windows with inlet and an outlet ports. The inlet port is connected to a syringe 
pressure source which operates at 15 psi to deliver a constant flow.  
 
Figure 2.5 Scheme of the flow cell where a free standing membrane 
mounted on a silicon support is placed inside for letting the different liquids 
used in the sensing experiments to flow through the pores.  
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2.2 Results and discussion 
2.2.1 Birefringent porous silicon membranes for optical sensing 
Bulk silicon is an isotropic material due to its diamond cubic crystal structure, however 
PSi prepared from (110) Si surface oriented substrates presents a high anisotropy due 
to its pores having grown preferentially along the [100] and [010] crystallographic 
directions [6], as seen in Fig. 2.6. The orientation of the pores along those directions 
results in a difference in refracti e inde  between the    1  and  11 ] directions [7]. 
 
Figure 2.6 Scheme of an anisotropic PSi layer produced from a (110) surface 
oriented Si wafer. 
Birefringence modeling and characterization  
In accounting for the anisotropic microstructure of this type of PSi, the pores were 
modeled as ellipsoids of re olution with their a es of symmetry aligned along the 
   1  direction and the  11 ] direction lying on the (110) surface plane. The screening 
efficiency of external electromagnetic fields inside the ellipsoids are described by 
depolarization factors, L[001] and L 11 ], characterizing the optical properties of the PSi 
layer. Their values are given by [8, 9]: 
 2
2[110] 2
arcsin 11
1
1 1
L
  
 
     
 
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
      (2.6) 
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where ξ=a/b, being a and b the major and minor ellipse axes respectively. As the 
directions [100] and [010] form an angle of 50.77° with respect to the normal plane 
(110) [6], the ratio ξ has a value of 0.7746. Substituting this value into Eq. 2.5 and 
Ep. 2.6 depolarization factors of L[001] equal to 0.2938 and L 11 ] equal to 0.4035 are 
obtained. 
Among the several methods that can be used to estimate the birefringence of an 
anisotropic PSi layer the Bruggeman model [10] was chosen since for samples with 
porosities below 0.8 it provides more accurate predictions than the other methods 
[11, 12]. The only assumption made by this model is the static electric field condition, 
which is satisfied when the wavelength of light is much longer than the transverse 
pore size. As the fabricated samples have porosities below 0.8 and pore diameters 
smaller than 100 nm, fulfilling the static electric field condition. The Bruggeman model 
is described by Eq. 3.3: 
2 2
[001],[110]
2 2 2
[001],[110] [001],[110] [001],[110]
( )
0
( ( ) )
i
i
i i
n n
f
n L n n
 

   
    (3.3) 
where fi is the volume fraction of the different materials that form the PSi membrane, 
ni(λ) their refractive indices, and L[001] and L 11 ] the previously described depolarization 
factors. The unknown n[001] and n 11 ] are the refractive indices along the main axes 
and are related to the birefringence by means of Δn=n[001]-n 11 ].  
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Figure 2.7 Birefringence computed using the Bruggeman model for a binary 
PSi layer (silicon and pores filled with air) as a function of wavelength and 
porosity.  
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Fig. 2.7 shows the theoretical birefringence obtained by solving Eq. 2.7 for 
wavelengths from 600 nm to 1600 nm and porosities ranging from 0 to 1. Two clear 
observations can be made. First, it can be noted that birefringence has a maximum for 
a porosity of 0.55. Secondly, it decreases with wavelength, following the behavior of 
refractive index for silicon.  
After determining the theoretical birefringence of a porous membrane fabricated 
from (110) surface oriented silicon, using the experimental setup described in 
Section 2.1.2 the values of T⊥(λ)/ ||(λ)  ersus wa elength for two P i membranes with 
thicknesses of 30 μm and 64 μm were measured.  he  ⊥(λ)/ ||(λ) spectra are shown in 
Fig. 2.8 (a). From the poles and zeros of the spectra the birefringence values were 
obtained and represented in Fig. 2.8 (b). 
 
Figure 2.8 (a) Transmission spectra for a PSi sample with a thickness of 
30 μm (blue line), and another with a thickness of 64 μm (green line). 
(b) Birefringence data obtained from the measured spectra (dots) and 
simulated cur es using the Bruggeman model (dashed lines) for a 3  μm 
thick sample (blue), and a 64 μm thick sample (green). 
Sensitivity  
The sensitivity of the PSi membrane samples was determined by filling them with the 
different liquids such as ethanol and isopropanol and then measuring the shift 
produced in the transmission spectrum. To do this we placed a thermally treated PSi 
sample in a flow cell made from optical glass and then filled the cell with ethanol 
(nEtha≈1.36) and isopropanol (nIsop≈1.377). A few seconds after filling the flow cell with 
the liquids, the transmission spectra stabilized, indicating that the liquids had 
completely filled the pores. Fig. 2.9 (a) shows the values of T⊥(λ)/ ||(λ)  ersus 
wavelength for a thermally oxidized PSi sample with a thickness of 3  μm when the 
24 
pores are empty (red line), when filled with isopropanol (green line) or ethanol (blue 
line). From this graph, the birefringence was obtained and is depicted in Fig. 2.9 (b).  
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Figure 2.9 (a) Transmission spectra for empty pores (red line), pores 
completely filled with isopropanol (green line) and ethanol (blue line). 
Dashed lines represent the corresponding theoretical curves. 
(b) Birefringence data obtained from the measured spectra (dots) and 
simulated curves using the Bruggeman model (dashed lines) for air (red), 
isopropanol (green) and ethanol (blue). 
A blue shift in the T⊥(λ)/ ||(λ) can be clearly seen in Fig. 2.9 (a) that is associated with 
the birefringence change seen in Fig. 2.9 (b). The birefringence change between the 
samples filled with isopropanol and filled with ethanol was obtained from the curves 
fitted to experimental birefringence values depicted in Fig. 2.9 (b). These values are 
1.8x10−3, 1.1x10−3, and 0.98x10−3 for the wavelengths of 810, 1300 and 1500 nm 
respectively. For comparison, the values theoretically predicted for a silicon oxide 
volume fraction of 0.16 were 1.3x10−3 at 810 nm, and 1.2x10−3 at 1300 and 1500 nm. 
The model for estimating the optical sensitivity of a PSi membrane in a polarimetric 
scheme is thereby validated with the effect of silicon oxidation found to be a critical 
parameter. 
Depolarization effects in porous silicon  
Although poles and zeros (ideal theoretical curves shown in Fig. 2.9 (a) by dashed 
lines) are expected when T||(λ) and  ⊥(λ) are respecti ely zero, we obser ed in 
Fig. 2.9 (a) that local maxima and minima values of 102 and 10−2 were measured, 
respectively. 
Depolarization is known to be the cause of the difference between the ideal response 
and that measured [13]. The depolarization represents the degree of random 
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polarization that occurs during the measurement process. In the birefringence 
measurements of PSi membranes, we identified the three main sources of 
depolarization to be: (1) spectrometer bandwidth, (2) thickness variations in the PSi 
membrane across the light spot area and (3) light scattering produced by pores with a 
random spatial distribution: 
(1) The spectrometer bandwidth affects the phase retardation in two different ways. 
First the quasi-monochromatic waves superimpose incoherently providing different 
phase retardation values for each wave. Secondly, since the PSi birefringence is 
wavelength dependent, light waves with different wavelengths have different 
birefringence. 
(2) Phase retardation is a function of sample thickness and so thickness variations 
across the spot area will result in superimposing waves that see different thicknesses 
of the sample. 
(3) Volume scattering in the inhomogeneous medium of PSi generates incoherent 
light which also contributes to the depolarization process [14].  
We take into account the previously described effect by modeling the phase 
retardation as a stochastic process where the each of the light waves that pass 
through the porous silicon has a phase retardation given by: 
   
2
( )s d n

        

   (2.8) 
where Λ, Γ and Ψ are random variables with a Gaussian distribution whose most 
probable values are zero; and their standard deviation corresponds to the above 
described effects (1)-(3): Λ represents the  ariance in the wa elength due to the effect 
of the spectrometer bandwidth, Γ represents the irregularities in the porous silicon 
samples thickness and Ψ represents the contribution of the scattering to the 
depolarization process. 
From Eq. 3.4 the normalized transmittance for the parallel and crossed polarizers is 
obtained be means of averaging an infinite (or high enough) number of light waves 
whose phase retardation is the random variable declared in Eq. 2.8. Those averaged 
transmittances can be thus calculated by the expressions: 
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Using Eq. 2.9 and Eq. 2.10, the depolarization effect observed in the PSi membrane 
measurements were evaluated. Since the bandwidth of the spectrometer is known, 
and equal to 2 nm for 600-1000 nm and 3.1 nm for 1000-1600 nm, the standard 
de iation of the  ariables Γ and Ψ could be obtained by fitting calculated spectra from 
Eq. 2.9 and Eq. 2.10 to the measured spectrum. Fig. 2.10 (a) displays the T⊥(λ)/ ||(λ) 
measured spectra and the simulated one from the previously described model for a 
30 μm thickness sample.  he best fitting between the e perimental data and the 
simulation was obtained for standard de iations of Γ and Ψ equal to 1   nm and 
0.13 rad, respectively. Fig. 2.10 (b) displays the measured and simulated spectra of a 
64 μm thick P i sample. In this case, the e perimental data was fitted with standard 
de iations of Γ and Ψ of 1   nm and  .3 rad, respecti ely. In other samples, the 
standard de iation of Γ was always found to be equal to 1   nm. Howe er in the case 
of Ψ its standard deviation clearly increases with sample thickness. 
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Figure 2.10 (a) Measured (green line) and fitted transmittance spectra 
(dotted blue line) for a PSi sample with a thickness of 3  μm (a) and a P i 
sample with a thickness of 64 μm (b). 
A consequence of the depolarization process is the spreading of the phase 
retardation given by Eq. 2.8. The uncertainties in the phase retardation produced by 
the depolarization is related to the resolution in the birefringence measurements of 
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the PSi samples. Theoretically, in an ideal system where there is no depolarization, the 
resolution of phase retardation (or birefringence) measurements is determined solely 
by the instrumentation limits. In reality since depolarization characterizes the 
randomness of the measurement process the resolution of phase retardation 
measurements is related to depolarization. 
Fig. 2.11 shows the probability density function of the birefringence when the 
depolarization effect on the phase retardation is taken into account for the 3  μm and 
64 μm samples, respecti ely. Comparing both graphs we can see that the main 
contribution to the total depolarization is that from light scattering by the pores which 
becomes more important for thicker samples, as expected. The depolarization process 
affects the measurement birefringence by increasing its standard deviation, which 
reduces the precision of the measured value. 
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Figure 2.11 (a) Birefringence probability density functions in account for the 
three main factors that produces the depolarization for a 3  μm thick 
sample (a) and a 64 μm thick sample (b). 
2.2.2 Phase-Sensitive Detection for Optical Sensing With Porous Silicon 
Using the optical setup described in Section 2.1.2 the phase retardation of several 
porous silicon membranes fabricated from (100) surface oriented silicon was 
measured as a function of the membrane rotation angle. The first measurements were 
carried out in order to determine the birefringence of the different samples. After that, 
the phase retardation was measured when different solutions of water and ethanol 
filled the membranes pores. For this purpose the samples were immersed in an optical 
cuvette (mounted over the rotation stage) where the different solutions of water and 
ethanol were introduced. The detection limit (DL) of the system was also obtained and 
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lastly, the effect that temperature variation has over the PSi transducer performance 
was determined. 
Birefringence  
The birefringence of the membranes was obtained by fitting the measured phase 
retardation values to the theoretical values given by:  
2
d n



              (2.11) 
where λ is the light wavelength, d is the membrane thickness and Δn its birefringence. 
The birefringence of the fabricated mesoporous membranes is clearly related to the 
sensitivity, with membranes being more sensitive when they have greater 
birefringence.  
The measured phase retardation values of the fabricated samples are shown in 
Fig. 2.12 where blue lines represent the theoretical values obtained from the fitting. 
Birefringence values of 0.06607, 0.04401 and 0.03712 were obtained for the 10, 30 
and 6  μm samples, respectively. A clear decrease in birefringence values for thicker 
samples is seen.  
 
Figure 2.12 Phase retardation as a function of the sample rotation angle for 
samples with thicknesses of 1 , 3  and 6  μm. Blue lines represent the 
theoretical values obtained from the fitting of Eq 3.7 to the experimental 
ones. 
Sensitivity  
One of the two key figures of merit for an optical transducer is the sensitivity of its 
optical response to given changes in the refractive index of its environment. In this 
section the sensitivities of the same three membranes from Fig. 2.12 are obtained by 
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measuring their phase retardations when immersed in liquids with different refractive 
indices. The liquids employed were water (nWater = 1.328) and ethanol 
(nEthanol = 1.354), as well as solutions of ethanol in water with concentrations of 50:50 
and 75:25. 
Results in air, water and ethanol for the 3  μm thick samples are shown in Fig. 2.13. 
Three clear annotations can be made: firstly, a reduction in the phase retardation is 
observed when the refractive index of the liquids that fill the samples increases. 
Secondly, both phase retardation and its derivative are greater for thicker samples, 
thus higher sensitivities are also expected. Thirdly, the change in the phase retardation 
and therefore sensitivity increases with the incidence angle. 
 
Figure 2.13 Phase retardation as a function of the light incidence angle for 
pores filled with air (gray line), water (blue line) and ethanol (green line) for 
a 3  μm thick sample. 
Fixing the sample azimuthal rotation angle to 45° the phase retardation was 
measured when the samples were immersed in a solution of water:ethanol = 100:0, 
25:75, 50:50 and 0:100. Fig. 2.14 shows the phase retardation change as a function of 
the solution refractive index showing a linear behavior between the liquids refractive 
index and the change in the phase retardation value. The phase retardation change 
was fitted to a linear function showing sensitivities of 1.6, 4 and 6 rad/RIU. 
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Figure 2.14 Phase retardation shifts for samples rotation angle of 45° as a 
function of the refractive index of the material that fills the pores for samples 
with thickness 10, 30 and 60 μm (dots). A solid line represents the linear 
fitting of the experimental data, showing sensitivities of 1.6 rad/RIU, 4 and 
6 rad/RIU for the 1 , 3  and 6  μm thick, respecti ely. 
Detection limit 
While the sensitivity gives an idea of the optical transducer performance, the usually 
more important figure of merit is the smallest refractive index change that it can 
respond to and be resolved, i.e., measure accurately, that is the detection limit (DL). 
The detection limits relates the sensitivity of the transducer to the resolution of the 
readout system by: 
 
 
 
rad
DL RIU
rad RIU




        (2.12) 
where σ is the measurement system resolution and ∂Δϕ is the transducer sensitivity. 
As previously reported [15, 16], light scattering in an inhomogeneous medium like PSi 
generates incoherent light which depolarizes the light thereby deteriorating the 
system resolution which for our system was measured at 10-7 rad for a quartz 
reference sample. The amount of depolarized light increases with the PSi sample 
thickness, so the system resolution needs to be tested for PSi samples with different 
thicknesses. The resolution of the measurement system was therefore obtained from 
the standard deviation of the measured birefringence values of the fabricated PSi 
samples (10, 30 and 60 μm thick) when they were immersed in water. We obser ed 
that the resolution decreases dramatically when the thickness of the samples 
increases: going from 1x10-5 to 5x10-5 to 5x10-4 for 1 , 3  and 6  μm, respecti ely. 
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Table 2.1 Sensitivity, resolution and LoD of the three types of PSi samples 
measured in aqueous environment. 
PSi sample 
thickness (μm) 
Birefringence 
Δn 
Sensitivity 
(rad/RIU) 
Resolution 
(rad) 
DL  
(RIU) 
10 0.06607  1.6 1x10
-5
 6.25x10
-6
 
30 0.04401 4 5x10
-5
 1.25x10
-5
 
60 0.03712 6 5x10
-4
 8.33x10
-5
 
 
Combining the values of the sensitivity obtained in the previous section and the 
resolution values obtained above, the limits of detection that can be reached with 
each membrane can be determined from Eq. 2.12. Table 2.1 shows the sensitivity, 
resolution and DL values for all the membranes measured. We can see that although 
the sensitivity increases with the sample thickness, at the same time the resolution 
decreases dramatically due to the increasing depolarization. The thinnest fabricated 
membrane (1  μm) is therefore potentially the most suitable for biosensing purposes 
due to its lower detection limit. 
Thermo-optic coefficient measurement  
The refractive index of the materials used to develop photonic or optical sensors, such 
as semiconductors or glasses is temperature dependent. Due to that, the optical 
properties of the transducer not only change when the refractive index of the 
surrounding media does, but also as the temperature of the same media does. 
 
Figure 2.15 (a) Membrane temperature variation as a function of time. 
(b) Phase retardation as a function of time. (c) Phase retardation change as 
a function of the membrane temperature. 
In order to quantify this change for biosensing the thermal stability of a PSi membrane 
in the same aqueous environment was determined. To do so, the sample holder was 
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placed in a closed chamber where the temperature could be increased from ambient 
to 50 °C and a platinum temperature sensor placed within it in order to monitor its 
temperature. As the chamber was heated both the phase retardation as well as the 
membrane temperature were monitored in time during a rising and falling cycle 
(Fig. 2.15(a) and Fig. 2.15(b)). The phase retardations was plotted against the chamber 
temperature (Fig. 2.15(c)) showing a liner dependence with a slope of 8x10-4 rad/°C. 
This value could be used to determine the resolution needed for the thermal 
stabilization system within an instrument based on such a sensing mechanism. Thus 
for a resolution in the phase retardation measurement of 10-5 rad, a thermal control 
with a temperature change of 12.5 mK will produce a change in the phase retardation 
equal to the system resolution. This means that an active thermal control with a 
setpoint temperature resolution of 1 mK will provide a thermal stability for phase 
variation one order of magnitude better than that of the overall system phase 
resolution. 
2.2.3 Real-time polarimetric optical sensing using alumina membranes 
Building on our previous demonstration of highly sensitive optical sensing with a 
mesoporous PSi membranes [16], we extended the polarimetric approach to 
macroporous AAO membranes within a flow-cell for real-time sensing. To do so, the 
birefringence of the macroporous AAO membranes was measured at different 
wavelengths and compared to those reported in the literature for AAO membranes 
with pores diameters below 40 nm [17]. Thereafter real-time volumetric sensing 
experiments were carried out at the same wavelengths in order to determine the 
sensitivity of the macroporous AAO membranes and therefore the detection limit of 
the overall polarimetric system.  
Birefringence 
Before running the volumetric sensing experiments the birefringence of the 
macroporous AAO membranes was measured at wavelengths of 808 nm, 980 nm and 
1500 nm respectively. The birefringence values were obtained by measuring the 
phase retardation between the main components of light as a function of the light 
incidence angle over the AAO membrane which was mounted on a rotation 
stage [16]. The measured birefringence values were 0.020, 0.034 and 0.042 at the 
wavelengths of 808 nm, 980 nm and 1500 nm respectively. These values are 
comparable to the birefringence value of 0.062 reported in [17] for a nanoporous 
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alumina membranes with pores sizes below 40 nm. The birefringence of the 
macroporous AAO membranes decreases for shorter wavelengths due to the 
scattering depolarization process [14]. Light scattering is greater at shorter 
wavelengths increasing the depolarization of light and so decreasing the 
birefringence.  
Sensitivity 
After characterizing the wavelength dependent birefringence of the AAO membranes 
a real-time refractive index sensing experiment was carried out in order to determine 
the bulk refractive index sensitivity of AAO membranes as well as the detection limit of 
the whole polarimetric sensing system. To do so during three minutes we flowed 
through an AAO membrane different solutions of NaCl in deionized water (DIW) 
whose mass concentrations ranged from 0.2% to 2%. After each NaCl solution 
injection DIW was pumped through the membrane in order to prove that phase 
retardation had returned to its initial value and so the sensing system was reversible.  
 
Figure 2.16 Sensorgram showing the signal response due to flowing 
through the macroporous AAO membrane different solutions of NaCl in 
deionized water when using laser diodes with wavelengths of 808 nm (a), 
980 nm (b) and 1500 nm (c). 
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The phase retardation as a function of time is shown in Fig. 2.16 for the three 
wavelengths of 808 nm, 980 nm and 1500 nm. Immediately after switching, a 
transitory response of about one minute is produced by the new solution replacing 
the old one inside the pores. Furthermore, when the concentration of NaCl in the 
solution increases, the phase retardation decreases, as it is proportional to the index 
contrast between the alumina and the material filling the pores. 
The phase retardation changes for the different solutions of NaCl at the three different 
wavelengths are plotted in Fig. 2.17 as a function of the refractive index of the NaCl 
solutions used.  
 
Figure 2.17 Phase retardation change as a function of the refractive index of 
the NaCl solutions flowing through the macroporous AAO membrane. 
The bulk refractive index sensitivity S of the macroporous AAO membrane was 
obtained from the slope of the curves ∂Δϕ versus refractive index. Linear fits to the 
curves provide values of 2.85, 5.22 and 5.03 rad/RIU at the wavelengths of 808 nm, 
980 nm and 1500 nm respectively, with a correlation coefficient of R2=0.999. A higher 
phase retardation and therefore greater sensitivity are obtained at a shorter 
wavelength and a higher birefringence which is itself wavelength dependent 
(Eq. 2.11). The highest sensitivity arises therefore not at the highest wavelength but at 
980 nm. 
Detection limit  
The resolution of the measurement system is considered to be equal to the standard 
deviation of the measured phase retardation i.e. 2.3x10-5, 2.7x10-5 and 3x10-5 rad at 
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the wavelengths of 808 nm, 980 nm and 1500 nm respectively. The detection limits 
were calculated as 8.1x10-6, 5.2x10-6 and 6x10-6 refractive index units at the same 
wavelengths. The lowest detection limit occurs at 980 nm which enables a future low-
cost multiplexed device by using Silicon CCD detectors whose prices are considerably 
cheaper than those of the CCD detectors in the 1500 nm range.  
2.2.4 Real-time polarimetric biosensing using alumina membranes 
After characterizing the bulk refractive index sensitivity and the detection limit of the 
alumina membranes, the immunoassay represented in Fig. 2.18 (a) was carried out at 
the wavelength that gave a lower detection limit (980 nm). First a baseline for the 
sensing system was obtained by flowing PBS solution during 10 minutes through a 
spotted and functionalized membrane within a flow cell. On achieving a stable 
baseline a 1 μg/mL concentration of primary antibody was flown through the 
membrane to bind specifically to the immobilized β-lactoglobulin protein. A 
secondary antibody (biotinilated anti-rabbit IgG) and a signal enhancer (strepavidin 
coated CdSe quantum dots) were used to increase the response produced by the 
binding between the first antibody and the b-lactoglobulin. Fig. 2.18 (b) shows the 
real-time response produced by the binding between the primary and secondary 
antibodies as well as the signal enhancement produced by the quantum dots. 
 
Figure 2.18 (a) A schematic representation of the immunoassay carried out 
in a macroporous alumina membrane. β–lactoglobulin protein was used as 
the immobilized antigen for the detection of rabbit anti-β-lactoglobulin. 
Secondary antibody biotinilated anti-rabbit-IgG and strepavidin coated 
CdSe quantum dots were used to increase the signal produced by the 
primary antibody. (b) A sensorgram showing the signal response due to the 
binding of the first and secondary antibodies as well as the enhancement 
produced by the strepavidin coated CdSe quantum dots. 
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Two control assays were carried out in order to demonstrate that the signal responses 
shown in Fig. 2.18 (b) are due to specific antigen-antibody interactions having taken 
place. The results of a first control assay run on an unspotted membrane shows the 
absence of a binding response when the β-lactoglobulin protein is not immobilized 
on the functionalized pores surface (Fig. 2.19 (a)). A second e periment run on a β-
lactoglobulin spotted membrane shows the absence of a binding response when the 
first antibody (rabbit anti-β-lactoglobulin) is not present (Fig. 2.19 (b)), demonstrating 
that the response enhancement produced by the secondary antibody (anti-rabbit IgG 
biotinilated) as well as the enhancement produced by the strepavidin coated quantum 
dots are due to the presence of the first antibody. 
 
Figure 2.19 (a) Sensorgram showing a comparison between the responses 
of a membrane with β-lactoglobulin immobilized on its surface (gray line) 
and a membrane containing no β-lactoglobulin immobilized (blue line). (b) 
Sensorgram showing a comparison between the responses produced by the 
secondary antibody and the quantum dots on a membrane with the anti-β-
lactoglobulin (gray line) and a membrane without the anti-β-lactoglobulin 
(blue line). 
In summary, we have presented a biosensing device based on a free standing 
macroporous alumina membrane with flow-through properties that allows analytes to 
be targeted delivered for fast sensing response time and therefore real-time 
measurements for small sample volumes as it is. The interrogation mechanism of the 
system is based on a polarimetric readout setup for the measurement of the optical 
anisotropy of a macroporous alumina membrane, whose birefringence is highly 
sensitive to the refractive index of the material that fills its pores. Biosensing 
e periments carried out using β-lactoglobulin as an immobilized antigen provided a 
specific binding response between the rabbit anti-β-lactoglobulin and the antigen as 
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well as a response from the recognition between the secondary antibody anti-rabbit 
IgG and the primary antibody rabbit anti-β-lactoglobulin.  
2.3 Conclusions  
This thesis reports on the development of an optical biosensor that combines a 
polarimetric readout mechanism with an anisotropic free standing porous membrane. 
The treatment covers the complete development process, from the theoretical study 
of different porous membranes to the development of a high resolution polarimetric 
readout system as well as the characterization of a biosensor performance when an 
allergen protein is immobilized on the pore surfaces of an alumina membrane.  
First, the use of porous silicon prepared from p-type (110) surface oriented silicon is 
investigated as a material for optical biosensing. Porous silicon prepared from this 
type of substrate presents its pores growing preferentially along the [100] and the 
[010] crystallographic directions which results in a difference in refractive index 
between the [001] and the [110] directions. This birefringence as well as its sensitivity 
to refractive index changes, hereafter sensitivity, were modeled theoretically using the 
Bruggeman model with both values presenting a maximum for a porosity of 0.55. The 
impact that the oxidation of the pore walls has on birefringence and sensitivity was 
also studied theoretically with results showing that silicon oxidation decreases the 
birefringence and sensitivity values and displaces the maximum to lower porosity 
values. Transmittance measurements were then made to obtain the birefringence 
values for different porous silicon samples when their pores were filled with air, 
ethanol and isopropanol, demonstrating a sensitivity of 1247 nm/RIU at 1500 nm. This 
experimental value was found to be in good agreement with the theoretical value 
when the effect of silicon oxidation was taken into account. Remaining (?) differences 
found between the theoretical transmittance spectra and the measured ones was 
found to be produced by a depolarization process. A statistical model was developed 
for determining the contributions from the depolarization sources such as the 
spectrometer bandwidth, the surface thickness variation and the scattering to the 
whole depolarization process. The main contribution to the depolarization process 
was found to be produced by light scattering. With the developed model it was 
possible to obtain the standard deviation of the birefringence measured values which 
is related to the measurement resolution. 
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The use of porous silicon membranes with 50 nm pore diameters prepared from n-
type (100) surface oriented silicon was also studied. Samples prepared from this type 
of substrate presents their pores preferentially grown along the <100> direction with 
branches in the <113> directions, perpendicular to its planar surface. A high 
resolution phase retardation measurement system was set up for charactering the 
birefringence of several of these porous silicon samples, with thicknesses from 10 μm 
to 60 μm, at a wavelength of 1500 nm. The characterization of the porous silicon 
samples showed that their birefringence decreases with increasing sample thickness 
mainly due to the increasing amount of pores that grow in the <113> and therefore 
increasing depolarization from light scattering. Sensing experiments with the 
membranes using different solutions of water and ethanol showed that the thinner 
membranes (1  μm thick) present the lowest detection limit, equal to 6.25x10-6 RIU, 
due to a better resolution of measured birefringence values from less depolarization 
for thinner membranes. In taking account of the temperature influence on the 
birefringence, the thermooptic coefficient of a 1  μm thick membrane was measured 
in aqueous environment at 8x10-4 rad/°C.  
As an alternative to porous silicon membranes, free standing macroporous alumina 
with pore diameters of 200 nm were studied as optical sensors. In comparison with 
the porous silicon membranes the macroporous alumina membranes have the 
advantage of flow-through properties due to their wider pores. With the proximity of 
the analytes to the pore surfaces a faster sensing response can be achieved. Initial 
measurements of their birefringence at a wavelength of 1500 nm show a value equal 
to 0.042, comparable with the value 0.062 reported in the literature for samples with 
pore diameters below 40 nm. Using laser diodes with wavelengths of 980 nm and 
808 nm for measuring the birefringence of the same sample we observed that 
birefringence decreases for shorter wavelengths (0.034 at 980 nm and 0.020 at 
808 nm). This fact can be attributed to the depolarization caused by the scattering of 
light that increases for shorter wavelength for a given pore diameter. Real-time 
refractive index sensing experiments were carried at the three mentioned wavelengths 
showing detection limits in the range of 10-6 RIU, with the lowest detection limit 
obtained at 980 nm being equal to 5.2x10-6 RIU.  
Finally by functionalizing the alumina pore surfaces by an epoxysilane the allergen 
protein β-lactoglobulin was immobilized. Using a laser diode with a wavelength of 
980 nm the specific binding response produced between the rabbit anti-β-
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lactoglobulin and the antigen as well as a response from the recognition between the 
secondary antibody anti-rabbit IgG and the primary antibody rabbit anti-β-
lactoglobulin was measured in real-time, demonstrating the biosensing capabilities of 
the free-standing membranes for obtaining fast sensing response time using small 
sample volumes.  
For future work, a new functionalization method using a functional copolymer that 
reduces the non specific interactions will be tested. Furthermore, serum samples will 
be introduced into the functionalized porous alumina membrane to prove the 
application of this device for food allergy determination.  
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2.5 Resumen en Español  
Los biosensores ópticos son dispositivos utilizados para la detección de sustancias 
biológicas. La mayor parte de estos dispositivos están basados en medir el cambio en 
el índice de refracción producido por la presencia de estas sustancias en su superficie. 
Para el desarrollo de este tipo de biosensores los materiales nanoesctruturados como 
el silicio poroso o la alúmina porosa han ganado especial atención debido 
principalmente a su gran superficie en comparación con los sensores planares. Una 
mayor superficie permite la captura de una cantidad mayor de sustancias lo que se 
traduce en mejores límites de detección. Además, para la realización de dispositivos 
“Point of Care” a menudo no sólo se requiere de biosensores que sean capaces de 
producir resultados rápidos sino también que produzcan estos resultados utilizando 
volúmenes pequeños de una muestra.  
El tema principal de esta tesis es el desarrollo y evaluación de un biosensor óptico 
basado en una membrana porosa para aplicaciones que requieran volúmenes de 
muestra pequeños y tiempos de respuesta rápidos.  
En primer lugar se ha estudiado el uso de silicio poroso fabricado a partir de 
substratos de silicio dopado tipo p con orientación (110). El silicio poroso fabricado a 
partir de éste tipo de substratos presenta sus poros orientados en las direcciones 
cristalográficas [100] y [010], lo que se traduce en diferentes índices de refracción 
efectivos en las direcciones [001] y  11 ]. La birrefringencia se define como la 
diferencia entre el valor de los índices de refracción efectivos en las direcciones 
citadas previamente (Δn=n[001]-n 11 ]). Los valores de birrefringencia pueden ser 
obtenidos utilizando el modelo de Bruggeman. Pare ellos los poros se modelan como 
elipsoides de revolución con sus ejes alineados en las direcciones [001] y  11 ] 
(Fig. 2.6).  
Utilizando este modelo se obtuvieron los valores teóricos de birrefringencia en 
función de la porosidad de la muestra para longitudes de onda de 600 a 1600 nm. 
Estos valores están representados en la Fig. 2.7. A continuación se calculó el cambio 
en la birrefringencia debido a la presencia de sustancias con distintos índices de 
refracción llenando los poros de la muestra. Se pudo observar que tanto la 
birrefringencia como su variación debida a la presencia de diferentes sustancia dentro 
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de los poros (sensibilidad) presentan un máximo para una porosidad de 0.55, por lo 
que lo que está será la porosidad óptima para obtener valores de alta sensibilidad. 
Para obtener la birrefringencia de las muestras fabricadas a partir de substratos tipo p 
con orientación (110) se analizó el estado de polarización de una fuente de luz blanca 
con polarización lineal transmitida a través de las muestras.  
La Fig. 2.9 a muestra los valores medidos de T⊥(λ)/T║(λ) para una muestra de 3  μm 
de espesor cuando sus poros están llenos de aire, y cuando la muestra está inmersa 
en etanol e isopropanol. A partir de los polos y ceros de los espectros mostrados en 
la Fig. 3.a se pueden obtener los valores de la birrefringencia cuando las diferentes 
sustancias llenas los poros. Estos valores están mostrados en la Fig. 2.9 b. El cambio 
en los valores de birrefringencia cuando las muestras están inmersas en etanol e 
isopropanol tiene valores de 1.8x10-3, 1.1x10-3 y 0.98x10-3 a las longitudes de onda de 
810, 1300 y 1500 nm respectivamente que son similares a los valores predichos 
teóricamente de 1.3x10-3, 1.2x10-3 y 1.2x10-3 para las mismas longitudes de onda.  
Aunque los valores máximos y mínimos de los espectros mostrados en la Fig. 2.9.a 
deberían ser cercanos a cero e infinito, se observa que en realidad estos valores están 
alrededor de 102 y 10-2. Esta diferencia entre los valores esperados y los obtenidos se 
debe a la depolarización, siendo el grado de aleatoriedad en la polarización de la luz 
recogida por el detector durante el proceso de medida. En el proceso de medida de 
la birrefringencia de las muestras de silicio poroso las tres fuentes principales que 
producen esta depolarización son el ancho de banda del espectrómetro utilizado en 
las medidas, la variación en el espesor de la muestra dentro del spot de medida y el 
scattering de la luz producido por los poros de la muestra. Para obtener 
cuantitativamente la contribución de éstos tres fuentes al proceso de depolarización 
se desarrolló un modelo que permite obtener la cuantificación de estas fuentes por 
medio de un ajuste entre los valores de los espectros medidos y los simulados 
teóricamente. En la Fig. 2.10.a y Fig. 2.10.b se muestran los espectros medidos y 
simulados utilizando el modelo desarrollado para dos muestras de 3  y 64 μm 
respectivamente. En ambos casos la principal fuente de depolarización es el scattering 
de la luz producido por los poros. Además, como era de esperar este valor crece con 
el grosor de la muestra. Una consecuencia del proceso de depolarización es el 
ensanchamiento en la función de densidad de probabilidad de los valores de 
birrefringencia obtenidos a partir de los espectros de transmisión. Esto implica un 
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empeoramiento en la resolución del sistema de medida como consecuencia del 
proceso de depolarización.  
El uso de membranas de silicio poroso con diámetros de poro de 50 nm fabricadas a 
partir de sustratos de silicio dopados tipo n con orientación (100) también fue 
estudiado experimentalmente utilizando un sistema para obtener la birrefringencia de 
estas muestras a partir de medir el retardo de fase entre las componentes de la luz 
polarizadas en la dirección horizontal y vertical. El sistema de medida está basado en 
el uso de una fuente monocromática y un modulador fotoelástico para modular la 
polarización de la fuente monocromática. El uso de un amplificador lock-in para 
demodular la señal detectada se traduce en medidas de mayor resolución.  
Las muestras fabricadas a partir de substratos tipo n con orientación (100) y 
resistividad igual a 0.01 Ω·cm presentan poros de 50 nm de tamaño que permiten la 
infiltración de biomoléculas en su interior. Estas muestras presentan sus poros en la 
dirección <100> con ramificaciones en las direcciones <113>.  
Aunque el modelo de Bruggeman ha sido utilizado en la literatura para modelar 
muestras de alúmina porosa, su utilización para muestras de silicio poroso muestra 
discrepancias de alrededor de un orden de magnitud entre los valores calculados y 
los valores medidos experimentalmente. Esta discrepancia se debe fundamentalmente 
a no tener en cuenta los poros que crecen en las direcciones <113>. Para tener en 
cuenta estos poros se realizó una modificación en el modelo de Bruggeman 
introduciendo un factor r definido como la cantidad de poros en las direcciones 
<113> normalizado por el número total de poros.  
Utilizando este nuevo modelo se calculó la birrefringencia de muestras fabricadas a 
partir de sustratos tipo n con orientación (100) en función de la porosidad de la 
muestra para distintos valores del parámetro r.  
Utilizando el sistema de medida de retardo de fase con un laser de 1500 nm y 
montando las muestras en una plataforma de rotación que permite cambiar el ángulo 
de incidencia de la luz sobre las mismas, se midió el retardo de fase de muestras con 
grosores de 10, 30 y 60 μm cuando los poros de estás estaban  acios y tras 
sumergirlas en etanol y agua. Los  alores del retardo de fase (Δϕ) medidos están 
representados y en la Fig. 2.13 para una muestra de 30 μm de grosor.  
A pesar de que el retardo de fase es directamente proporcional al grosor de la 
muestra, se ha observado que los valores máximos de Δϕ para la muestra de 30 μm 
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no son tres veces los valores de la muestra de 10 μm como cabría esperar. Esto se 
debe fundamentalmente a que cuando el grosor de la muestra aumenta su 
birrefringencia disminuye debido a que el número de poros que crece en las 
direcciones <113> aumenta y por lo tanto la cantidad de luz depolarizada aumenta, 
provocando una disminución en los valores de birrefringencia medidos.  
Fijando el ángulo de rotación de la muestra a 45º se midió la sensibilidad de las 
distintas muestras fabricadas así como la resolución de los valores medidos, igual a la 
desviación estándar de estos valores. Se observó que la resolución de los valores de 
retardo de fase medidos empeora con el grosor de la muestra, hecho atribuido al 
proceso de depolarización. Relacionando la sensibilidad de las diferentes muestras 
con la resolución de los valores medidos se puede obtener el límite de detección del 
sistema de medida. Los valores de birrefringencia, sensibilidad, resolución y límite de 
detección de las diferentes muestras caracterizadas están mostrados en la Tabla 2.1.  
La principal conclusión que se puede extraer es que aunque la sensibilidad crece con 
el grosor de las muestras, la resolución del sistema de medida empeora debido al 
proceso de depolarización, de modo que el valor más bajo del límite de detección se 
obtiene para la muestra de 10 μm de grosor cuyo valor es igual a 6.25x10-6 RIU.  
Por último, dentro de la caracterización de las muestras fabricadas a partir de 
sustratos (100) se estudió la dependencia de los valores medidos de retardo de fase 
(Δϕ) con la temperatura. Para ello se utilizó la muestra de 10 μm de grosor 
sumergida en agua y se obtuvo un coeficiente termo-óptico igual a 8x10-4 rad/°C.  
Como alternativa a las membranas de silicio poroso, también se ha estudiado la 
utilización de membranas de alúmina porosa 200 nm de tamaño de poro como 
sensores ópticos. Comparando estas membranas de alúmina porosa con las 
membranas previamente estudiadas de silicio poroso, estas membranas no sólo 
permiten que los analitos penetren en los poros sino que además permiten que 
fluyan a través de los poros, por lo que su distribución a los bioreceptores presentes 
en las paredes de los poros es mucho más rápida.  
Inicialmente la birrefringencia de este tipo de membranas fue medida a 1500 nm 
obteniéndose un valor de 0.042. Este valor es comparable con el valor presentado en 
la literatura igual a 0.062 para membranas de alúmina con poros de 40 nm. Los 
valores de birrefringencia de estas membranas también se midieron a otras dos 
longitudes de onda inferiores, 980 nm y 808 nm, obteniendo valores de 0.034 y 0.020 
respectivamente. Se puede observar que en este caso la birrefringencia disminuye 
para longitudes de onda más cortas debido a que la depolarización producida por el 
scattering de la luz se incrementa para estas longitudes de onda más cortas.  
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Tras medir la birrefringencia a varias longitudes de onda se procedió a realizar un 
experimento para obtener la sensibilidad de las membranas. Para ellos se hizo fluir a 
través de los poros diferentes soluciones de NaCl en agua desionizada con 
concentraciones desde 0.2% hasta 2% en peso. Los resultados de este experimento 
medidos a las longitudes de onda de 808 nm, 980 nm y 1500 nm están mostrados en 
la Fig. 2.16. 
Los valores del cambio en el retardo de fase (∂Δϕ) en función del índice de refracción 
de las diferentes soluciones NaCl utilizadas está representado en la Fig. 2.17 para las 
tres longitudes de onda de 808 nm, 980 nm y 1500 nm. La pendiente de las rectas a 
las que los valores son ajustados dan los valores de sensibilidad a las diferentes 
longitudes de onda, que son iguales a 2.85, 5.22 y 5.03 rad/RIU a las longitudes de 
onda de 808 nm, 980 nm y 1500 nm respectivamente.  
A partir de las sensibilidades obtenidas a las diferentes longitudes de onda y de la  
resolución del sistema de medida cuyo valor es aproximadamente σ≈2x10-5 rad se 
pueden obtener los límites de detección. Estos tienen valores iguales a 8.1x10-6, 
5.2x10-6 y 6x10-6 RIU para las longitudes de onda de 808 nm, 980 nm y 1500 nm 
respectivamente. El mejor límite de detección se obtiene a una longitud de onda de 
980 nm, lo que posibilitará el desarrollo de dispositivos multiplexados para la 
detección en paralelo de múltiples sustancias mediante el uso de detectores CCD de 
silicio cuyo precio es mucho menores que los detectores CCD utilizados en el rango 
de 1500 nm.  
Por último, tras funcionalizar la superficie de los poros de alúmina utilizando un 
epoxisilano se depositó sobre los poros funcionalizados la proteína β–lactoglobulina. 
Esta proteína actúa como bioreceptor de modo que se pueden medir la respuesta 
específica producida por su anticuerpo anti-β-lactoglobulina cuando esta se une a 
ella. Además de esta interacción, en el bioensayo realizado de midió la interacción de 
este anticuerpo primario con su anticuerpo secundario “anti-rabbit-IgG” y el de este 
con un punto cuántico de alto índice de refracción conjugado con strepavidina. Este 
esquema de bioensayo está mostrado en la Fig. 2.18.a. El resultado de la variación en 
el retardo de fase de la muestra de alúmina porosa producida por el bioensayo 
representado en la Fig. 2.18.a está representado en la Fig. 2.18.b. Tras fluir a través de 
la membrana PBS durante 10 minutos y haberse obtenido una señal estable se 
introdujo en la celda de flujo el anticuerpo primario con una concentración de 
1 μg/mL durante 1  minutos. Una  ez que se inyectó el anticuerpo primario y tras 
lavar la membrana durante 6 minutos con PBS se introdujo el anticuerpo secundario 
con concentración de 1 μg/mL durante 1  minutos. Por último se probó el uso de 
puntos cuánticos de CdSe amplificadores de señal debido a que su índice de 
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refracción es mucho mayor al de las proteínas. Según se observa en la Fig. 2.18.b la 
señal producida por los puntos cuánticos es unas 7 veces igual a la señal producida 
por el anticuerpo secundario, de modo que queda demostrado su utilizad como 
amplificadores de señal.  
Con el fin de demostrar que la señal medida y representada en la Fig. 2.18.b se debe 
a la interacción especifica entre la proteína β-lactoglobulina utilizada como receptor y 
su anticuerpo primario se repitió el bioensayo mostrado en la Fig. 2.18.a en una 
muestra donde el bioreceptor no está presente. El resultado de este bioensayo está 
representado en la Fig. 2.19.a. Se puede observar que cuando el bioreceptor no está 
presente no se obtiene ninguna señal, lo que indica que la señal obtenida en el 
experimento anterior se debe únicamente a la interacción entre la proteína β-
lactoglobulina y su anticuerpo primario.  
Un segundo experimento de control se llevó a cabo sobre una membrana donde se 
había inmovilizado la proteína β-lactoglobulin pero donde no se inmovilizó el 
anticuerpo primario. La respuesta producida por el anticuerpo secundario y por los 
puntos cuánticos se muestra en la Fig. 2.19.b. De nuevo se obtiene que ante la 
ausencia del anticuerpo primario el anticuerpo secundario no tiene donde anclarse 
por lo cual no obtiene señal. 
Mediante el estudio teórico y los experimentos llevados a cabo se ha demostrado la 
posibilidad de desarrollar biosensores ópticos basados en medir la birrefringencia de 
membranas de material poroso como silicio o alúmina. Además, mediante el uso de 
membranas de alúmina con tamaños de poro de 200 nm se puede no sólo infiltrar las 
biomoléculas en los poros sino también hacerlas fluir a través de ellos, por lo que el 
tiempo del bioensayo es mucho menor además de tener que utilizar un volumen de 
muestra menor ya que cuando el analito se mueve cerca de su bioreceptor la 
probabilidad de ser capturado aumenta considerablemente.  
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1. Introduction 
During the last decade the development of optical sensors has been pursued by many research 
groups due to the need for simple, low cost, fast and accurate substance identification in 
applications such as clinical diagnosis, food safety, environmental monitoring and homeland 
security [1]. To this end, various materials and detection mechanisms such as Surface 
Plasmon Resonance (SPR) [2,3], photonic waveguides [4,5], microring resonators [6,7], and 
photonic crystals [8–10] have been designed and implemented as optical sensors. 
Porous Silicon (PSi) has unique properties for sensing application due to its morphological 
structure that presents a large surface area/volume ratio, adjustable porosity, pore sizes and 
layer thickness [11]. Moreover its low cost fabrication process and its compatibility with 
microfabrication technologies make possible to use it for the fabrication of highly integrated 
sensors. In consequence, several interferometric schemes using (100) PSi have been proposed 
for optical sensors [12–15]. PSi made from (110) Si wafers however, presents very high 
birefringence values, which is very sensitive to the presence of different substances within its 
pores [16–18]. The use of this anisotropic PSi together with optical polarimetric schemes for 
measurement of birefringence therefore makes it an ideal candidate for commercially viable 
highly sensitive optical sensors. 
In this work PSi membranes produced from (110) surface oriented silicon are evaluated as 
a material for sensing applications. Firstly, in section 2 a theoretical study of the birefringence 
and sensitivity of the membranes is presented. For this purpose, we extend the binary 
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Bruggeman model used in literature by including an important external effect in PSi such as 
the oxidation of the pore surface walls. Then, the changes in the birefringence from filling the 
pores by different substances are calculated theoretically. Section 3 describes the fabrication 
process for anisotropic PSi membranes with different pore sizes and thicknesses, with and 
without a post thermal oxidation process. Section 4 reports the optical characterization of the 
samples when the pores are filled by different liquids. Birefringence measurements are only 
found to be in good agreement with those predicted by the model when the effect of silicon 
oxidation is considered. It is remarkable to say that these measurements show long time 
stability, with the thermal oxidation having reduced drift. Within these birefringence 
sensitivities of the membranes are found to be as high as 1250nm/RIU at 1500 nm. Finally, in 
Section 5 depolarization is identified as the cause of the discrepancies between measured and 
theoretical spectra. These discrepancies have already been found in previous work; however, 
to the best of our knowledge, it is the first time when they are studied. The three main factors 
contributing to the depolarization were found to be: spectrometer bandwidth, thickness 
variations of PSi and scattering. Using a novel developed statistical model the contribution of 
each factor to the total depolarization is identified by fitting the measured spectra to the 
theoretical one. This model also allows obtaining the standard deviation of the measured 
birefringence. 
2. Theoretical 
Bulk silicon is an isotropic material due to its diamond cubic crystal structure, however PSi 
prepared from (110) Si surface oriented substrates presents a high anisotropy due to pores 
grow preferentially along the [100]  and [010]  crystallographic directions [19], as seen in Fig. 
1. The orientation of the pores along those directions results in a difference in the refractive 
indices along the [001]  and the [110]  directions [20]. 
 
Fig. 1. Scheme of an anisotropic PSi layer produced from a (110) surface oriented Si wafer. 
In accounting for the anisotropic microstructure of this type of PSi, the pores are modeled 
as ellipsoids of revolution with their axes of symmetry aligned along the [001]  direction and 
the [110]  direction lying on the (110) surface plane. The depolarization factors, [001]L  and 
[110]L , describe the screening efficiency of external electromagnetic fields inside the 
ellipsoids, characterizing the optical properties of the PSi layer. Their values are given by Eq. 
(1) and Eq. (2) [21,22]: 
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where /a bξ = , being a  and b  the major and minor ellipse axes respectively. As the 
directions [100]  and [010]  form an angle of 50.77° with respect to the normal plane (110) 
[19], the ratio ξ has a value of 0.7746. Substituting this value into Eq. (1) and (2) 
depolarization factors of [001]L  equal to 0.2938 and [110]L  equal to 0.4035 are obtained. 
Among the various methods that can be used to estimate the birefringence of an 
anisotropic PSi layer, such as the Maxwell-Garnett theory [23], the Looyenga method [24] or 
the Bruggeman model [25], for this work the Bruggeman model was chosen since for samples 
with porosities below 0.8 it provides more accurate predictions than the other methods 
[26,27]. The only assumption made by this model is the static electric field condition, which 
is satisfied when wavelength of light is much longer than the transverse pore size. As is 
described in section 3, fabricated samples have porosities below 0.8 and pore diameters 
smaller than 100 nm, fulfilling the static electric field condition. The Bruggeman model is 
described by Eq. (3): 
 
2 2
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n L n n
λ −
=
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where if  is the volume fraction of the different materials that form the PSi membrane, ( )in λ  
their refractive indices, and [001]L  and [110]L  the previously described depolarization factors. 
The unknown [001]n  and [110]n  are the refractive indices along the main axes and are related to 
the birefringence by means of [001] [110]n n n∆ = − . Equation (3) can be solved using numerical 
methods. 
2.1 PSi birefringence and sensitivity 
The main objective in using PSi for polarimetry based sensing is to maximize the 
birefringence change coming from the presence of different substances filling the pores. For 
this purpose Eq. (3) was solved for wavelengths from 600 nm to 1600 nm and porosities 
ranged from 0 to 1. It was considered a binary PSi layer composed by silicon and empty pores 
( 1Poren ≈ ). The results of the calculated birefringence are displayed in Fig. 2 (a). 
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Fig. 2. (a) Birefringence computed using the Bruggeman model for a binary PSi layer (silicon 
and pores filled with air) as a function of wavelength and porosity. (b) Birefringence change 
due to presence of different substances inside the pores (ethanol and isopropanol) as a function 
of wavelength and porosity. 
Two clear observations can be made. First, it can be noted that birefringence has a 
maximum for a porosity of 0.55. Secondly, it decreases with wavelength, following the 
behavior of silicon refractive index. 
In a second step the birefringence change when pores are filled by different material is 
simulated. For this purpose, Eq. (3) was solved for the pores being filled with ethanol 
( 1.36Poren ≈ ) and isopropanol ( 1.377Poren ≈ ). Birefringence changes due to refractive index 
changes within the pores (
1.36 1.377Pore Poren n
n n n
= =
∂∆ = ∆ − ∆ ) are shown in Fig. 2 (b). Like in the 
case of filling the pores by air, the maximum birefringence change is seen for a porosity of 
0.55. It can therefore be concluded that in order to have an efficient PSi membrane sensor, the 
refractive index contrast must be as high as possible and porosity should be as near to 0.55 as 
fabrication permits. 
2.2 Effect of silicon oxidation 
The internal pore surfaces of freshly prepared PSi are prone to oxidize under ambient 
conditions leaving a thin SiO2 layer over recently etched PSi pores, see Fig. 3 (a). 
Furthermore, in order to stabilize the surface and avoid changes in the PSi during sensing the 
silicon dioxide layer is purposely increased via a thermal oxidation process [28]. Here, the 
effect that this silicon dioxide layer has over the birefringence is modeled by including its 
volume fraction in Eq. (3). Thus, a three component medium has now been formed consisting 
of silicon, silicon dioxide and pores. The bonding of silicon with oxygen produces a 2.27 fold 
increase in volume over bulk silicon, so silicon oxidation produces a reduction of pores and 
silicon volume fractions [29]. The new volume fractions of silicon and pores are related to the 
silicon dioxide volume fraction by Eq. 4 and 5 respectively: 
 
0 2
/ 2.27Si Si SiOf f f= −  (4) 
 
0 2
1.27 / 2.27·Pores Pores SiOf f f= −  (5) 
where 
0Si
f  and 
0Pores
f  denotes the volume fraction of the silicon and pores prior to oxidation. 
The effect that grown silicon dioxide has over the birefringence is depicted in Fig. 3 (b). As 
can be seen, silicon dioxide reduces the birefringence for porosities above 0.33. This 
reduction in birefringence is attributed to the decrease of the index contrast between the initial 
PSi layer, and the same layer after the oxidation process. For porosities below 0.33 the 
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volume fraction of silicon is so high that its oxidation causes an increase in the index contrast, 
and then, a small increment in the birefringence value. 
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Fig. 3. (a) Pore cross-section scheme. The surface oxidation of the pores walls leads to a 
volume expansion (dashed line). (b) Birefringence variation as a function of the PSi layer 
porosity for several silicon dioxide volume fractions. 
3. Fabrication 
The PSi birefringent properties were characterized for a set of samples consisting of 
nanoporous silicon etched into p-type (110) Si with resistivity of 0.01-0.001 Ohm/cm. Pores 
sizes were in the range of few tens of nanometers, as shown in Fig. 4. Samples were prepared 
by electrochemical etching using a solution composed of HF:Ethanol = 3:7 by volume, 
considering an initial HF concentration of 48%. A current density of 25 mA/cm2 was used 
during the etching. 
(a) (b)
500 nm 500 nm
 
Fig. 4. Surface SEM images of two fabricated and optically characterized samples: (a) PSi 
sample with pore size in the order of a 10 nm, (b) PSi sample with pores size in the order of 50 
nm. 
For subsequent optical characterization, porous membranes were detached from the bulk 
silicon layer that supports them by applying a strong current burst at the end of the etching 
completely dissolving the bottom silicon layer that surrounds the etched area. With this 
procedure the membrane can be transferred to another substrate. More details can be found in 
[30]. Several (110) PSi membranes of various thicknesses were fabricated and transferred to a 
glass substrate in which a 3-4 mm circular hole was made in order to characterize the 
birefringence and depolarization effects as a function of optical path. 
Before measuring the birefringence of the fabricated samples, a thermal oxidation at 
200°C for 12 hours was carried out in order to stabilize pore surfaces during the 
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measurements. At this temperature, after 12 hours, the silicon dioxide grown has already 
saturated to a volume fraction ratio of 0.16 (
2
/ 0.16SiO Sif f = ) [31]. 
4. Experimental and results 
The optical anisotropy of fabricated samples was determined by analyzing the state of 
polarization of the light transmitted through them. The setup depicted in Fig. 5 shows how the 
output light from a tungsten halogen lamp is collimated and then polarized linearly at 45° 
with respect to the horizontal direction. The linearly polarized light passes through the 
anisotropic PSi sample which is oriented with its [001]  and [110]  crystallographic directions 
parallel to the vertical and horizontal directions, respectively. The lamp spot in the position 
where the PSi samples are placed had a size of 1.2 mm with a divergence of 1°. The 
components of light along the [001]  and [110]  directions experiment a phase shift given by: 
 ( ) ( )2 d nπ∆φ λ = ⋅ ⋅∆ λ
λ
 (6) 
where λ  is the incident wavelength of light, d  the PSi membrane thickness and ( )n∆ λ  its 
birefringence. The phase shift is converted into an amplitude shift through traversing a second 
polarizer (usually called analyzer), which is then recorded by a spectrometer. To cover the 
transmission spectrum in the whole region of interest, from 600 to 1600 nm, the spectrometers 
used were an Ocean Optics NIR512 with a bandwidth of 3.1 nm and an Ocean Optics 
RedTide 650 with a bandwidth of 2 nm. 
 
Fig. 5. Scheme of the setup used for the optical characterization of the PSi membranes. 
The normalized transmittance (light recorded in the parallel or cross direction divided by 
the sum of the light in the parallel and cross directions) for polarizers placed in parallel or 
crossed is given by: 
 ( ) ( )( )2||  cos / 2T λ φ λ= ∆  (7) 
 ( ) ( )( )2sin / 2T λ φ λ⊥ = ∆  (8) 
where ( )∆φ λ  is the phase retardation given by Eq. (6). 
4.1. Sensitivity 
The sensitivity of the PSi membranes was determined by filling the samples with the different 
liquids studied in section 2 and then measuring the shift produced in the transmission 
spectrum. For this purpose we placed a thermally treated PSi sample in a flow cell made from 
optical glass. This flow cell was then filled with ethanol ( 1.36Ethan ≈ ) and isopropanol 
( 1.377Isopn ≈ ). A few seconds after filling the flow cell with the liquids, the transmission 
spectra stabilize, indicating that the liquids had completely filled the pores. Figure 6 (a) shows 
the values of ( ) ( )||/  T T⊥ λ λ  versus wavelength for a thermally oxidized PSi sample with a 
thickness of 30 µm when the pores are empty (red line), when filled with isopropanol (green 
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line) or ethanol (blue line). From this graph, the birefringence was obtained and is depicted in 
Fig. 6 (b). A blue shift in the ( ) ( )||/  T T⊥ λ λ  can be clearly seen in Fig. 6 (a) that is associated 
with the birefringence change seen in Fig. 6 (b). The birefringence change between the 
samples filled with isopropanol and filled with ethanol was obtained from the curves fitted to 
experimental birefringence values depicted in Fig. 6 (b). These values are 1.8x10−3, 1.1x10−3, 
and 0.98x10−3 for the wavelengths of 810, 1300 and 1500 nm respectively. The values 
predicted in the model proposed in section 2 when a silicon oxide volume fraction of 0.16 was 
considered were 1.3x10−3 at 810 nm, and 1.2x10−3 at 1300 and 1500 nm. Then, the model for 
estimating the optical sensitivity of a PSi membrane in a polarimetric scheme is thereby 
validated with the effect of silicon oxidation found to be a critical parameter. 
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Fig. 6. (a) Transmission spectra for empty pores (red line), pores completely filled with 
isopropanol (green line) and ethanol (blue line). Dashed lines represent the corresponding 
theoretical curves. (b) Birefringence data obtained from the measured spectra (dots) and 
simulated curves using the Bruggeman model (dashed lines) for air (red), isopropanol (green) 
and ethanol (blue). 
In order to compare PSi membranes with other sensing platforms, optical sensitivity was 
obtained in terms of nm per Refractive Index Unit (RIU). This calculation was done by 
dividing the measured blueshift by the refractive index change ( 0.017IPA ETHAn n− = ) from the 
spectra and data shown in Fig. 6 (a)-(b). In this way, the anisotropic PSi membranes exhibit 
sensitivities of 626 nm/RIU at 810 nm, 1135 nm/RIU at 1300 nm and 1247 nm/RIU at 1500 
nm. In comparison, for microring resonators made in SOI, sensitivities of 293 nm/RIU for 
bulk refractive index measurements were reported [7], whilst for photonic crystals made from 
Si pillars in a SiO2 substrate, sensitivities of 350 nm/RIU were reported [9]. Therefore, the 
sensitivity provided by our anisotropic PSi membranes indicates their high potential for 
chemical and biomolecular sensing applications. 
4.2. PSi stability over time 
An important issue for optical sensors is the stability of their properties with time. In order to 
characterize this limitation in our PSi membranes an experiment was carried out to determine 
the drift of the birefringence over time. Two PSi samples were used for this purpose, both of 
them with similar pore diameters. The first sample consisted of a porous silicon membrane 
without any thermal treatment. The second one was thermally oxidized in an oven at 200 °C 
during twelve hours. The birefringence of both samples was measured immediately after the 
fabrication process, and again one hundred and fifteen days later (Fig. 7). The variation of the 
birefringence for the first sample is equal to 1.2x10−2 RIU at 1500 nm, corresponding to a 
birefringence drift of 7x10−8 RIU/min. For the thermally treated sample, the birefringence 
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variation is approximately seven times less at 1.6x10−3 RIU at 1500 nm, corresponding to a 
drift of 9x10−9 RIU/min. 
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Fig. 7. Birefringence measured immediately after samples fabrication (green dots) and one 
hundred fifteen days later (blue dots) for a PSi sample without thermal treatment (a) and for a 
sample oxidized at 200° during 12 hours (b). 
5. Depolarization effects in anisotropic PSi 
Although poles and zeros (ideal theoretical curves shown in Fig. 6 (a) by dashed lines) are 
expected when ( )||  T λ  and ( ) T⊥ λ  are respectively zero in Eqs. (7-8), we observed in Fig. 6 
(a) that local maxima and minima values of 102 and 10−2 were measured, respectively. 
Depolarization is known to be the cause of the difference between the ideal response and that 
measured [32]. The depolarization represents the degree of random polarization during the 
measurement process. In the birefringence measurements of PSi membranes, we identify the 
three main sources of depolarization to be: (1) spectrometer bandwidth, (2) thickness 
variations in the PSi membrane across the light spot area and (3) light scattering produced by 
pores with a random spatial distribution: 
(1) The spectrometer bandwidth affects the phase retardation in two different ways. First 
the quasi-monochromatic waves superimpose incoherently providing different phase 
retardation values for each wave. Secondly, since the PSi birefringence is wavelength 
dependent, light waves with different wavelengths have different birefringence. 
(2) Phase retardation is a function of sample thickness and so thickness variations across 
the spot area will result in superimposing waves that see different thicknesses of the sample. 
(3) Volume scattering in the inhomogeneous medium of PSi generates incoherent light 
which also contributes to the depolarization process [33]. 
We take into account the previously described effect by modeling the phase retardation as 
a stochastic process where the each of the light waves that pass through the porous silicon has 
a phase retardation given by: 
 ( ) ( )2 ( )s d n
πφ λ λ
λ
∆ = ⋅ + Γ ⋅∆ + Λ +Ψ
+ Λ
 (9) 
where Λ , Γ  and Ψ  are random variables with a Gaussian distribution whose most probable 
values are zero; and their standard deviation correspond to the above described effects (1)-(3): 
Λ  represents the variance in the wavelength due to the effect of the spectrometer bandwidth, 
Γ  represents the irregularities in the porous silicon samples thickness and Ψ  represents the 
contribution of the scattering to the depolarization process. 
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From Eq. (9) the normalized transmittance for the parallel and crossed polarizers is 
obtained be means of averaging an infinite (or high enough) number of light waves whose 
phase retardation is the random variable declared in Eq. (9). Those averaged transmittances 
can be thus calculated by the expressions: 
 ( ) ( )( )2||
1
1
 lim cos / 2
N
sN
T
N
λ φ λ
→∞
 
= ∆ 
 
∑  (10) 
 ( ) ( )( )2
1
1lim sin / 2
N
sN
T
N
λ φ λ⊥ →∞
 
= ∆ 
 
∑  (11) 
Using Eq. (10) and Eq. (11), the depolarization effect observed in the PSi membrane 
measurements were evaluated. Since the bandwidth of the spectrometer is known, and equal 
to 2 nm for 600-1000 nm and 3.1 nm for 1000-1600 nm, the standard deviation of the 
variables Γ  and Ψ  could be obtained by fitting calculated spectra from Eq. (10) and 11 to 
the measured spectrum. Figure 8 (a) displays the ( ) ( )||/  T T⊥ λ λ  measured spectra and the 
simulated one from the previously described model for a 30 µm thickness sample. The best 
fitting between the experimental data and the simulation was obtained for standard deviations 
of Γ  and Ψ  equal to 100 nm and 0.13 rad, respectively. Figure 8 (b) displays the measured 
and simulated spectra of a 64 µm thick PSi sample. In this case, the experimental data was 
fitted with standard deviations of Γ  and Ψ  of 100 nm and 0.3 rad, respectively. In other 
samples, the standard deviation of Γ  was always found to be equal to 100 nm. However in 
the case of Ψ  its standard deviation clearly increases with sample thickness. 
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Fig. 8. (a) Measured (green line) and fitted transmittance spectra (dotted blue line) for a PSi 
sample with thickness of 30 µm (a) and a PSi sample with thickness of 64 µm (b). 
A consequence of the depolarization process is the spreading of the phase retardation 
given by Eq. (9). These uncertainties in the phase retardation produced by the depolarization 
will be related with the resolution in the measurement of the PSi samples birefringence. 
Theoretically, in an ideal system where there is no depolarization, the resolution of phase 
retardation (or birefringence) measurements is determined solely by the instrumentation 
limits. In reality since depolarization characterizes the randomness of the measurement 
process the resolution of phase retardation measurements will be related to depolarization. 
Figure 9 (a) and (b) show the probability density function of the birefringence calculated 
from Eq. (6) when the effect that depolarization has over the phase retardation is taken into 
account for the 30 µm and 64 µm samples, respectively. Comparing both graphs we can see 
that the main contribution to the total depolarization is the depolarization caused by the 
scattering. It can be concluded that for both samples the main source of the depolarization is 
the light scattering by the pores being more important for thicker samples, as expected. The 
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depolarization process affects the measurement birefringence by increasing its standard 
deviation, which reduces the precision of the measured value. 
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Fig. 9. (a) Birefringence probability density functions in account for the three main factors that 
produces the depolarization for a 30 µm thick sample (a) and a 64 µm thick sample (b). 
6. Conclusion 
The modeling, fabrication and characterization of PSi membranes made from (110) silicon 
was reported. Based on the Bruggeman model the theoretical birefringence and sensitivity 
was obtained as a function of the porosity and wavelength, with both values have a maximum 
shown for porosities of 0.55. The impact that the oxidation of pore walls has on birefringence 
and sensitivity was also studied theoretically. Thereafter a set of PSi samples with different 
pore sizes and thicknesses were fabricated and characterized. Experimentally determined 
values of birefringence were obtained for samples filled with air, ethanol and isopropanol, 
obtaining a sensitivity of 1247 nm/RIU at 1500 nm. This experimental value were found to be 
in good agreement with the value obtained theoretically by using the model described in 
section 2 when the effect of silicon oxidation is taken into account. The final part of the work 
identifies the effect of depolarization for difference between the theoretical spectra and those 
measured. A statistical model was demonstrated that takes into account the main 
depolarization sources such as the spectrometer bandwidth, the surface thickness variation 
and the scattering. With this model it was possible to obtain the standard deviations of the 
variables that are used to model each of the depolarization sources, as well as the standar 
deviation of the birefringence measured value. 
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ABSTRACT  
The modeling, fabrication and characterization of PSi fabricated from both (110) and (100) surface oriented silicon for 
optical sensing is thoroughly reported. First, based on the generalized Bruggeman method, the birefringence and 
sensitivity of the fabricated membranes were calculated as a function of the fabrication parameters such as porosity and 
pore sizes; and external effects, such as the pores surface oxidation. Thereafter we report on the fabrication of PSi 
membranes from (110) and (100) surface oriented silicon with pore sizes in the range of 50 – 80 nm, and the 
characterization of their birefringence using a polarimetric setup. Their sensitivities were determined by filling the pores 
with several liquids having different refractive index. As a result, sensitivities as high as 1407 nm/RIU were obtained for 
the (110) samples at a 1500 nm wavelength and 382 nm/RIU for the (100) samples at the same wavelength. 
Keywords: Porous silicon, birefringence, phase retardation, optical sensor.  
1. INTRODUCTION  
Nowadays there is an increasing need of developing biological sensors for medical, environmental monitoring, food 
safety and research applications [1]. Porous Silicon (PSi) has unique properties for the development of these sensors 
since its huge surface/volume ratio enables the capture of greater amounts of the target molecules that planar sensors. 
Moreover, its porosity, thickness and pore diameters can be tuned by changing the etching conditions during the 
fabrication process. Up to now, several interferometric schemes using PSi have been proposed for the realization of 
chemical and biological sensors [2-5]. Other works [6-8] have demonstrated experimentally the possibility of using PSi 
made from (110) wafer for sensing applications due to the fact that this orientation presents a very high birefringence, 
being it possibly to detect different substances within its pores by means of the changes of this value. The use of this 
anisotropic PSi together with optical polarimetric schemes for measurement of phase retardation therefore makes it an 
ideal candidate for commercially viable highly sensitive optical sensors.  
In this work, based on the theoretical approached developed previously in [9-10] the theoretical optical properties of 
PSi fabricated from (110) and (100) silicon substrates is studied. For this purpose the binary Bruggeman model [16] is 
extended by including an important external effect in PSi like silicon oxidation. Then, the measured birefringence values 
for samples filled with several liquids are compared with the theoretical ones obtained using this extended model. Lastly 
the measured birefringence and sensitivity for both type of samples (110) and (100) are evaluated and compared. 
Thereafter we report on the fabrication of several PSi membranes from both types of substrates. Using two different 
polarimetric setups the birefringence and sensitivity of the fabricated samples are determined; a bulk refractive index 
sensitivity of 1407 nm/RIU comparable to the 1525 nm/RIU predicted by the theory is reported. 
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2. THEORY 
PSi prepared from (110) Si surface oriented substrates presents a high anisotropy due to pores grow preferentially along 
the [100]  and [010]  crystallographic directions [12]. The orientation of the pores along those directions results in a 
difference in the refractive indices along the [001]  and the [110]  directions [13]. In accounting for the anisotropic 
microstructure of this type of PSi, the pores are modeled as ellipsoids of revolution with their axes of symmetry aligned 
along the [001]  direction and the [110]  direction lying on the (110) surface plane. The depolarization tensor factors, eL  
and oL , describe the screening efficiency of external electromagnetic fields inside the ellipsoids, characterizing the 
optical properties of the PSi layer. As the directions [100]  and [010]  form an angle of 50.77º with respect to the normal 
plane (110) [14], the depolarization tensor factors are: eL  equal to 0.2938 and oL  equal to 0.4035.  
For the case of PSi prepared from (100) surface oriented silicon, the pores are modeled as cylinders oriented in the 
[100] direction. For cylindrical pores the depolarization factor tensors have values of eL equal to 0.5 and oL  equal to 0 
[15].  
Using the generalized Bruggeman model [16] the birefringence can be obtained as a function of the fabrication 
parameters such as porosity and refractive index of the material that fills the pores. The only assumption made by this 
model is the static electric field condition, which is satisfied when the wavelength of light is much longer than the pore 
diameter. That is the case of the presented in this work, where the pore diameters are in the range of 50-80nm. The 
Bruggeman model is described by: 
2 2
,
2 2 2
, , ,
( )
0
( ( ) )
i e o
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i e o e o i e o
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f
n L n n
λ − =+ ⋅ λ −∑      (1) 
where if  is the volume fraction of the different materials that form the PSi membrane, ( )in λ  the refractive indices, and 
eL  and oL  the previously described depolarization tensor factors. The unknown en  and on  are the refractive indices 
along the main axes of the pore and the birefringence is obtained by its difference e on n nΔ = − . Then, solving Equation 1 
with numerical methods we obtained the theoretical birefringence values as a function of the porosity considering 
different pore refractive indexes. These results are depicted in Figure 1 for both (110) and (100) PSi samples.  
 
 
Figure 1. Birefringence as a function of the PSi layer porosity considering several refractive index of the material 
that fills the pores for a (110) sample (a) and (100) sample (b).  
 
Figure 1 shows that birefringence presents a maximum value for a porosity of 0.55 in the case of the (110) PSi and 
0.45 for the (100) samples. Also, for both type of samples the birefringence decreases with the refractive index contrast 
between the silicon and the material filling the pores. That is transducer mechanism of anisotropic porous silicon to be 
used an optical sensor: variations in the refractive index of material filling the pores will modify the global birefringence 
of the sample. From Figure 1, we can also see that the birefringence increase is optimized in the cases where when the 
initial birefringence achieves its maximum value, so we can conclude that for having an efficient sensing mechanism the 
birefringence should be as high as the fabrication process makes it possible.  
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2.1 Effect of silicon oxidation 
The internal pore surfaces of freshly prepared PSi are prone to oxidize under ambient conditions leaving a thin SiO2 
layer over recently etched PSi pores. This oxidation process continues over time changing the optical properties of the 
PSi, so a method to stabilize the pores surface is needed in order to avoid this change in the optical properties. One of the 
simplest solutions for the surface stabilization is to purposely increase this silicon dioxide layer via a thermal oxidation 
process [17]. The silicon dioxide need to be taken into account to give accurate prediction of the theoretical 
birefringence and sensitivity values. This can be done by including the volume of the silicon dioxide layer in Equation 1. 
Thus, a three component medium has now been formed consisting of silicon, silicon dioxide and pores. The bonding of 
silicon with oxygen produces a 2.27 fold increase in volume over bulk silicon, so silicon oxidation produces a reduction 
of pores and silicon volume fractions [18]. The new volume fractions of silicon and pores are related to the silicon 
dioxide volume fraction by Equations. 2 and 3 respectively:  
 
0 2
/ 2.27Si Si SiOf f f= − ;  0 21.27 / 2.27·Pores Pores SiOf f f= −    (2), (3) 
 
where 
0Si
f  and 
0Pores
f  denotes the volume fraction of the silicon and pores prior to oxidation. The effect that grown 
silicon dioxide has over the birefringence is depicted in Figure 2. As can be seen, silicon dioxide reduces the 
birefringence for both types of samples. This reduction in birefringence is attributed to the decrease of the index contrast 
between the initial PSi layer, and the same layer after the oxidation process.  
 
Figure 2. Birefringence as a function of the PSi layer porosity for several silicon dioxide volume fractions for a 
(110) sample (a) and (100) sample (b).  
 
3. FABRICATION 
The set of the fabricated samples from (110) surface oriented silicon consisted of mesoporous silicon etched into n-type 
Si with resistivity of 0.01-0.001 Ohm/cm. Pores sizes were around 50 nanometers, as shown in Figure 3 (a). Samples 
were prepared by electrochemical etching using a solution composed of HF:Ethanol=3:7 by volume, considering an 
initial HF concentration of 48%. A current density of 25 mA/cm2 was used during the etching.  
The other set of samples, prepared from (100) surface oriented silicon, consisted of mesoporous silicon etched into p-
type Si with resistivity of 0.01-0.001 Ohm/cm. In this case the pore sizes were around 80 nanometers, as shown in 
Figure 3 (b).  
For subsequent optical characterization, porous membranes were detached from the bulk silicon layer that supports them 
by applying a strong current burst at the end of the etching completely dissolving the bottom silicon layer that surrounds 
the etched area. With this procedure the membrane can be transferred to another substrate. More details can be found 
in [19].  
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Figure 3. (a) Surface SEM image of the fabricated sample from (110) surface oriented silicon. Pore diameter is 
around 50 nm. (b) Cross section SEM image of the fabricated sample from (100) surface oriented silicon. Pore 
diameters are around 80 nm. 
 
4. EXPERIMENTAL AND RESULTS 
The optical anisotropy of the samples was determined by analyzing the state of polarization of the light transmitted 
through them. Since the two types of samples have different properties, as it will be show in the next subsections, two 
different polarimetric setups were employed to determine the birefringence and sensitivity.  
 
4.1 PSi made from (110) substrate 
For this type of samples, the birefringence was determined by using a tungsten halogen lamp and two spectrometers to 
record the phase retardation as a function of the wavelength in the range from 600 nm to 1600 nm. The phase retardation 
is related to the samples birefringence by means of: 
( ) ( )2 d nπφΔ λ = ⋅ ⋅ Δ λλ       (4) 
where λ  is the incident wavelength of light, d  the PSi membrane thickness and ( )nΔ λ  its birefringence.  
The output light from a tungsten halogen lamp is collimated and then polarized linearly at 45º with respect to the 
horizontal direction. The linearly polarized light passes through the anisotropic PSi sample which is oriented with its 
[001]  and [110]  crystallographic directions parallel to the vertical and horizontal directions, respectively. The phase shift 
is converted into an amplitude shift through traversing a second polarizer (usually called analyzer), which is then 
recorded by the spectrometers. The analyzer is placed parallel and crossed with respect to the first polarizer, so the ratio 
of the transmitted linearly polarizer light components, R(λ), is obtained by dividing the spectrum measured when the 
polarizers are crossed by the one obtained when the polarizers are placed in parallel. The relation between the phase 
retardation and R(λ) is given by: 
( ) ( )( )
( )( )
( )( )|
2
2
|
sin / 2
 
 cos / 2
T
R
T
⊥ Δφ λλλ = =λ Δφ λ       (5) 
So, using the previously described method, R(λ) were obtained for a 42 μm sample thick when its pores were filled with 
air, and then with different liquids such as water ( 1.33Watern ≈ ), ethanol ( 1.36Ethanoln ≈ ) and isopropanol ( 1.377Isopn ≈ ). 
Figure 4 (a) shows the values of R(λ) recorded in the range of 600 nm – 1600 nm for the previously cited cases. A blue-
shift can clearly be seen from the sample filled when the pores are filled with liquids. From the position of the zeros and 
poles of R(λ), the birefringence values for the four cases were obtained as a function of the wavelength by using 
Equations (5) and (6) to relate the position of the poles and zeros with the phase retardation, and consequently with the 
(a) (b)
Proc. of SPIE Vol. 8212  821209-4
Downloaded from SPIE Digital Library on 25 Feb 2012 to 147.156.161.169. Terms of Use:  http://spiedl.org/terms
  
birefringence. Figure 4 (b) depicts the obtained values of the birefringence under the four different conditions of the 
sample, voids pores (gray dots), pores filled with water (blue dots), ethanol (green line) and isopropanol (orange line).  
 
Figure 4. (a) Measured R(λ) from a 42 μm thick (110) PSi sample for: empty pores (gray line), pores filled with 
water (blue line), ethanol (green line) and isopropanol (orange line). (b) Birefringence values obtained from the 
position of the poles and ceros of R(λ) for empty pores (gray), pores filled with water (blue), ethanol (green) and 
isopropanol (orange).  
 
As it was expected from the results shows in Section 2, a decrease in the birefringence is clearly seen when the refractive 
index of the liquids that fills the pores increases. Also we can see that for larger wavelengths both the birefringence and 
its change are smaller than the ones obtained at shorter wavelength, due to the fact that silicon refractive index decreases 
with the wavelength. At a wavelength of 808 nm we measured birefringence values of 0.120, 0.084, 0.081, 0.079 for 
pores filled with air, water, ethanol and isopropanol respectively. The sensitivity in terms of phase retardation is 
35.47 rad/RIU corresponding to a blue-shift of 755 nm/RIU. At a wavelength of 1500 nm the birefringence values are 
slightly smaller than the ones at 808 nm, 0.108, 0.074, 0.071 and 0.070. The sensitivity in terms of phase retardation is 
17.89 corresponding to a blue-shift of 1407 nm/RIU. 
 
4.2 PSi made from (100) substrate 
In this type of samples the phase retardation at normal incidence is almost zero,  In so another experimental  setup 
for obtaining the birefringence of the samples, different from the one used in the (110) PSi, has to be used. In this case 
the phase retardation was measured as a function of the incidence angle of a monochromatic light source. Thus, the 
output light from a laser is linearly polarized at 45º with respect to the horizontal direction. Then, the linearly polarized 
light passes through the PSi sample which is mounted on a rotation stage that allows changing the incidence angle of the 
light at the sample. When the linearly polarized light passes through the sample its main components experience a phase 
shift that is converted into an amplitude shift by placing a second polarizer (analyzer). Finally, the light intensity is 
measured by means of a photodiode. Again, similarly to the case of the (110) sample, the phase retardation is obtained 
by measuring the ratio between the intensity of the light when the polarizer are placed crossed and parallel. The phase 
retardation is related to the sample birefringence and the incidence angle by: 
( ) ( ) ( ) ( ) ( )( )2 e e o od dπφ α α η α α η αΔ = ⋅ ⋅ − ⋅λ    (6) 
where λ  is the incident wavelength of light, and de, do, ηe, ηo are given by the following equations: 
  ( )
( )
, 2
2
,
,
sin1
e o
e o
dd
n
α α
α
λ =
−
;   ( )
2 2
2 2
1
sin cos
e
e on n
η α α α= +
;   ( )o onη α = ;   (7),(8),(9) 
where d  the PSi membrane thickness, α the rotation angle of the sample and ne, no the ordinary and extraordinary 
refractive index. 
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Using the previously described setup the phase retardation was measured as a function of the light incidence angle on the 
sample first using a 808 nm laser and then using a 1500 nm laser. Figure 5 (a) shows the measured phase retardation at a 
wavelength first cited wavelength and Figure 5 (b) depicts the results using a 1500 nm laser. In both cases the phase 
retardation were measured when the pores were filled with air (gray lines), and after immersing the sample in the same 
liquids that the (110) PSi sample was, that is water (blue lines), ethanol (green lines) and isopropanol (orange lines). The 
birefringence were obtained by fitting the measured data with the theoretical ones given by Equation 6 having values of 
0.044, 0.0201, 0.019,0.018 at 808 nm and 0.041, 0.020, 0.019, 0.017, at 1500 nm for the sample being filled with air, 
water, ethanol and isopropanol respectively. The sensitivity in terms of phase retardation at 808 nm for an incidence 
angle of light of 45º is 9.62 rad/RIU corresponding to a blue-shift of 204 nm/RIU. At a wavelength of 1500 nm the 
sensitivity value is 4.86 rad/RIU corresponding to a blue-shift of 382 nm/RIU. 
 
Figure 5. (a) Phase retardation as a function of the light incidence angle for pores filled with air (gray line), water 
(blue line), ethanol (green line) and isopropanol (orange line) at the wavelengths of 808 nm (a) and 1500 nm (b).  
 
4.3 Comparison 
Lastly, we compared the birefringence and sensitivity of the both type of samples at the wavelengths of 808 nm and 
1500 nm. Beginning with the values of birefringence, we obtained that the theoretical values of the birefringence were 
higher in the (100) sample. On the contrary, the experimental results show the opposite behavior: higher birefringence 
for the (110) samples. These results comes from the ideal modeling of the (100) structure and its difference with the real 
structure of the fabricated samples where branches of the pores are observed which contributed to homogenize the 
sample and so to reduce the birefringence. The changes in the phase retardation as a result of filling both types of 
samples with liquids having different refractive index are shown in Figure 6. We can observe that the higher 
birefringence change (and so higher sensitivity) were obtained with the (110) samples due to its highest birefringence. 
On the other hand, since the phase retardation is proportional to the inverse of the wavelength we see that always the 
phase retardation change is always higher at shorter wavelengths. So we can conclude that to achieve the highest 
sensitivities using porous silicon as an optical sensor shorter wavelengths are better if one measures the phase retardation 
shift; on the contrary if the measure the blue-shift in the spectra, longer wavelengths give better sensitivities.  
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Figure 6. Phase retardation shift as a function of the material that fills the pores for the following cases: PSi 
sample fabricated from (110) surface oriented silicon at the wavelengths of 1500 nm (green line) and at 808 nm 
(blue line); PSi sample fabricated from (100) surface oriented silicon at the wavelengths of 1500 nm (orange line) 
and at 808 nm (red line).  
 
5. CONCLUSION 
The modeling, fabrication and characterization of PSi membranes from both (110) and (100) silicon was reported. Based 
on the Bruggeman model the theoretical birefringence and sensitivity was obtained as a function of the porosity and 
wavelength, with both values have a maximum shown for porosities around 0.5. The impact that the oxidation of pore 
walls has on birefringence and sensitivity was also studied theoretically. Thereafter a set of PSi samples from different 
oriented substrates fabricated and characterized. Porous silicon made from (110) shown to be higher values of 
birefringence than the ones obtained from a (100) surface oriented silicon. Due to the highest birefringence, also the 
better sensitivity is found in the (110) samples, measuring a value as high as 1407 nm/RIU at a wavelength of 1500 nm. 
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Abstract: We report on a photonic sensor with an ultralow limit of detection (LoD) based on a
phase interrogation readout scheme together with an anisotropic porous silicon (PSi)
membrane. First, the fabrication of porous free-standing membranes from medium doped
(100) surface oriented silicon, with pore diameters suitable for the infiltration of biomolecules,
around 50 nm, is reported. Then, the phase interrogation scheme for characterizing the PSi
membranes is presented whose results show that while volumetric sensitivity increases with
the membrane thickness, the resolution in the birefringence measurements decrease
dramatically due to depolarization effects. The best LoD was found to be equal to 6:25
106 RIU, from the thinnest 10-m-thick membrane. Finally, the thermooptic coefficient of
the 10 m membrane was measured in an aqueous environment and shown to be equal to
8 104 rad=C.
Index Terms: Sensors, fabrication and characterization, subwavelength structures,
scattering, metrology.
1. Introduction
Today there is an ever increasing need to develop sensitive optical and photonic biosensors
capable of quantitative multiparameter measurements for medical analyzes, food quality control,
drug development, environmental monitoring and research applications [1], [2]. Many are capable of
being incorporated into lab-on-a-chip devices for the added advantages of performing measure-
ments at the point-of-care and at an affordable cost [3]. A key component of these biosensors is the
transducer, which is responsible for the transformation of variations in physical environmental
parameters (e.g., refractive index) into a measurable signal (e.g., optical power). Porous silicon
(PSi) as a transducer has unique properties. Its huge internal surface/volume ratio (on the order of
100 m2=cm3) when functionalized by a suitable surface chemistry [4] permits a greater number of
target molecules to be captured per chip area compared to planar sensors, allowing a higher
integration of assays [5]. In doing so, the surface can be left either hydrophobic or hydrophilic to
allow a large range of biomolecules to immobilize within the pores. Furthermore, its porosity,
thickness and pore diameters can be tuned according to the biorecognition application by changing
the etching conditions during the fabrication process [4].
To date, a large volume of work has been done in the pursuit of realizing optical sensors based
on PSi [6], [7]. The simplest such device consists of a PSi layer etched into p-type silicon. The
presence of a different substance in the PSi layer modifies its effective refractive index, producing a
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shift in the fringe spectrum [8]. More complex designs such as multilayer structures have also been
studied for biosensing purposes [9]. In this case, a defect layer is buried in a multilayer structure
composed of successive layers of high and low refractive index PSi. A narrow resonance is
observed in the transmission spectra whose position is highly sensitive to the presence of
molecules inside the defect region [10], [11]. The main limitation of these approaches lies in the
difficulty for the target molecules to infiltrate the cavity region due to differences between the
porosity or pore sizes of the multilayer structure. Photonic waveguides made from PSi have been
also proposed as sensors [12] where light is confined and propagated in a medium porosity layer on
top of a high porosity layer. The sensing mechanism is based on the variation of waveguide-mode
excitation angle when the analyte enters into the waveguide. More recently, another design based
on the Bloch surface waves present at the truncated end of a 1-D photonic has been presented for
sensing applications [13]. Finally, other designs have been proposed that utilize the anisotropy of
PSi and the sensitivity of the associated birefringence to refractive index changes within the pores.
The first uses PSi made from (110) surface oriented silicon as this presents high birefringence [14],
[15], others are based on PSi prepared from (100) surface oriented silicon as this too presents high
anisotropy when the incident light direction is tilted with respect to pore grown direction due to the
difference in the effective index between the ordinary, no, and extraordinary, ne, directions. To date
this dependence has only been exploited for vapor sensing through nanoporous silicon membranes
[16], [17].
In our previous work [18] we studied the sensing properties of PSi membranes in the wavelength
range from 600 nm to 1600 nm. The long term stability of the fabricated membranes was
demonstrated when the PSi was thermally oxidized. Furthermore, a new model was developed in
order to determine the depolarization sources and its contribution to the overall depolarization
process.
In the present paper, we report on an ultralow limit of detection (LoD) sensing mechanism based
on a phase interrogation scheme for characterizing the optical anisotropy of mesoporous silicon
membranes. First, we report how PSi membranes with thickness of 10, 30 and 60 m were
fabricated from n-type (100) surface oriented silicon allowing a pore size desirable for biomolecules
infiltration, around 50 nm. The readout scheme for the birefringence measurements is then
presented. It is based on the use of a photoelastic modulator to modulate the light polarization,
which allows a resolution to be reached of down to 107 rad. We then show how with this scheme
the birefringence of the fabricated membranes was obtained by means of measuring the phase
retardation as a function of the light incidence angle. Thereafter sensing results from immersing the
samples in several solutions of water and ethanol are reported, demonstrating that thicker
membranes are more sensitive. The resolutions that can be reached with the different membranes
when measured are then shown where it can be clearly seen that when the sample thickness
increases the depolarization does also, which deteriorates the resolution in the phase retardation
measurement. Combining the sensitivity and the resolution results, we show that the thinnest
membrane (10 m) presents the lowest LoD, being equal to 6:25 106 RIU (Refractive Index
Unit). The last section of this work shows the characterization of the thermal stability of the 10 m
thin membrane in aqueous environment, showing a thermooptic coefficient of 8 104 rad/RIU.
2. Fabrication
PSi is typically prepared by electrochemical etching of silicon using HF dissolved in water or
ethanol. Parameters such as pore size, porosity and layer thickness can be adjusted by correctly
choosing the resistivity of the silicon wafer, the HF concentration and the etch time [19]. In the
present work, the fabrication of the macroporous silicon membranes was carried out using an
n-type (100) surface oriented silicon wafer with a resistivity of 0.01   cm. Membranes with
thicknesses of 10, 30 and 60 m were obtained via the following two step process; the first
consisted of etching the PSi layer on the silicon wafer using HF with a concentration of 17% diluted
in a solution of water and ethanol; the second consisted of applying a large current in order to
completely dissolve the underneath of the etched layer [20]. The current density used for producing
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the membranes was 25 mA/cm2, and by applying it during 360, 600 and 1200 seconds, the 10, 30
and 60 m thick membranes were produced respectively with etch rates of 28 nm/s for the 10 m
thick sample and 50 nm/s for the 30 and 60 m thick samples. Scanning electron microscope
(SEM) images of the fabricated samples (Fig. 1) show that the pore sizes of the samples were
around 50 nm. An effective refractive index of 2.9 for the samples was measured from the fringes of
the reflectance spectra in the infrared region, which corresponds to a porosity of about 0.3. After
the optical characterization of several membranes with the same thickness we found that the
differences in their optical properties (absorbance and birefringence) was smaller than 5%, which
demonstrates the reliability of the fabrication process.
After the two step fabrication process, the free-standing membranes were mounted on borosilicate
glass frames using a 1 m thick of PMMA (Poly(methyl methacrylate)) resist as the adhesion layer
between the borosilicate frame and the free-standing PSi membrane. Before the optical
characterization, the PSi samples were thermally oxidized at 200 C for 12 hours. This oxidation
process has two purposes; first a thin silicon dioxide layer is formed on the pore walls so as to stabilize
them, reducing the drift in effective refractive index by about one order of magnitude respect to the
unoxidized samples [18]. Secondly, the thin silicon dioxide layer increases the hydrophilicity of the
samples [4] for the liquids in the subsequent sensing experiments.
3. Theory
The optical anisotropy of PSi is a well known property for PSi fabricated (100) surface oriented
silicon [17]. In order to simulate the birefringence of mesoporous silicon we used the generalized
Bruggeman model [21] which assumes the static field condition, which is satisfied when the
wavelength of light is much longer than the transverse pore size. In our case the static field
condition is satisfied since pore diameters are in the order of 50 nm and working wavelength is
1500 nm. The generalized Bruggeman model is described by
X
i
fi
n2i ðÞ  n2e;oðÞ
n2e;oðÞ þ Le;o  n2i ðÞ  n2e;oðÞ
  ¼ 0 (1)
where fi is the volume fraction of the different materials that form the PSi membrane, niðÞ their
refractive indices, and Le;o are the depolarization tensor factors. The unknown neðÞ and noðÞ are
the extraordinary and ordinary refractive and are related to the birefringence by means of
nðÞ ¼ neðÞ  noðÞ. Due to in the present work all the results are obtained for a wavelength of
1500 nm, from now on we will consider the values of ni ;e;o, as ni ;e;oð ¼ 1500nmÞ. The
depolarization tensor factors Le and Lo describe the screening efficiency of external electromag-
netic field inside the pores. For pores grown perpendicular to the surface they have values of
Le ¼ 0 and Lo ¼ 0:5 [22]. The generalized Bruggeman model has been used in the literature to
Fig. 1. (a) Surface SEM image of one of the fabricated samples made from (100) surface oriented
silicon. (b) Cross section SEM image of the same sample. Pores diameter is around 50 nm.
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simulate the birefringence of porous alumina membranes with pore sizes around 50 nm giving
good accordance between the measured results and the simulated ones [22]. On the contrary,
preliminary results on (100) PSi showed a discrepancy of one order of magnitude between the
measured birefringence values and the simulated ones using the Bruggeman model [23]. The
main reason of this discrepancy is because in mesoporous silicon fabricated from n-type
substrates the pores not only grow in the h100i direction but also in the h113i directions [24].
These branches can be clearly seen in Fig. 1(b) and so for a more realistic simulated birefringence
values, the pores grown in the h113i direction must be taken into account. For that we propose a
simple method based on modifying the depolarization tensor factors by
Le;o ¼ r  Le;oh100i þ ð1 r Þ  Le;oh113i (2)
where r is a parameter that relates the pore volume in the h100i direction to that of the total pore
volume. According to the data given in the literature [22], the depolarization tensors factors are
Leh100i ¼ 0:0 and Loh100i ¼ 0:5 when the pores are modeled as cylinders that grow perpendicular to
the sample surface. In accounting for the anisotropy of the pores grown in the h113i direction, due
to the symmetry with respect to the h100i direction, the depolarization tensor factors were
assumed to be Le;oh113i ¼ 1=3. Using the generalized Bruggeman model and the new depolarization
tensor factors (1) was solved as a function of the porosity for different values of the r coefficient
(Fig. 2).
Birefringence values are related to the phase retardation of the light parallel and perpendicular
components by the following equation [17]:
ðÞ ¼ 2

deðÞ  eðÞ  doðÞ  oðÞð Þ (3)
where  is the wavelength the light source, de, do, e, o are given by the following expressions:
de;oðÞ ¼ dﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
1 sin2n2e;oðÞ
q (4)
eðÞ ¼ 1ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃ
sin2
n2eðÞ þ
cos2
n2oðÞ
q (5)
oðÞ ¼ no (6)
being d the PSi membrane thickness,  the angle between the light beam and the vector normal to
the PSi surface, and ne, no the ordinary and extraordinary refractive index.
Fig. 2. Simulated birefringence as a function of the porosity for different values of r (r represents the
amount of pores in the h100i direction over the total pores volume).
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4. Experimental
Optical birefringence can be measured by a wide variety of methods; the simplest one is based on
the measurement of the transmitted light through a sample when it is placed between crossed
polarizers [17]. Although this method is simple to implement, it does not provide highly accurate
results and instead a photoelastic modulator (PEM) can be used [25]. In recent years, the use of a
PEM has also been proposed to help improve upon the LoD of optical sensors based on surface
plasmon resonance (SPR) [26] and plasmonic gratings [27].
For the measurement of phase retardation associated with the birefringence of the PSi samples,
the optical setup used is the one depicted in Fig. 3. Specifically, the output light from a stabilized
1500 nm laser (New Focus TLB-6326) is collimated and the light linearly polarized. The continuous
light was phase modulated by the PEM through sinusoidal variation of its polarization. The
modulated light passes through the PSi sample, which was mounted on a motorized rotation stage
(Thorlabs CR1-7Z) which permits changing the sample rotation angle. After passing the PSi sample
and a second polarizer the light is detected by an InGaAs photodiode which is connected to a lock-
in amplifier (SR-810) in order to perform the synchronous detection and measure the first and
second harmonic amplitude of the signal.
The phase retardation is related to the first and second harmonics of the modulated light by [28]
ðÞ ¼ arctan V1f ðÞ
V2f ðÞ 
J2ðA0Þ
J1ðA0Þ
 
(7)
where  is the angle between the light beam and the vector normal to the PSi surface, V1f , V2f are
the amplitude of the first and second harmonic and J1ðA0Þ, J2ðA0Þ the first Bessel function of first
and second order, being A0 the amplitude of the modulating signal (in radians).
Before beginning with sample characterization the resolution of the setup was tested by taking
multiple measurements of a quartz sample with a known birefringence. The measured values had a
Gaussian distribution with a standard deviation equal to 107 rad. By adopting the convention that
the resolution is given by the standard deviation when the values have a Gaussian distribution, we
obtain the resolution of our measurement system as 107 rad.
5. Results and Discussion
Using the optical setup described in Section IV the phase retardation of the fabricated samples was
measured as a function of the sample rotation angle. The first measurements were carried out in order
to determine the birefringence of the different samples. After that, the phase retardation was
measured when different solutions of water and ethanol filled the membranes pores. For this purpose
the samples were immersed in a optical cuvette (mounted over the rotation stage) were the different
solutions of water andwere introduced. The LoD of the systemwas also obtained and lastly, the effect
that temperature variation has over the PSi transducer performance was determined.
Fig. 3. Setup used for the phase retardation measurement of the fabricated PSi membranes.
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5.1. Birefringence
The birefringence of the fabricated mesoporous membranes is clearly related to the sensitivity,
with membranes being more sensitive when they have greater birefringence. The birefringence of
the membranes was obtained by fitting the measured phase retardation values to the theoretical
values given by (3). The measured phase retardation values of the fabricated samples are shown in
Fig. 4 where blue lines represent the theoretical values obtained from the fitting. Birefringence
values of 0.06607, 0.04401 and 0.03712 were obtained for the 10, 30 and 60 m samples,
respectively. A clear decrease in birefringence values when sample thicknesses increase is seen. A
SEM inspection of sample cross sections confirmed that this was due to more pores growing in the
h113i directions when the etching time increases.
5.2. Sensitivity
One of the two key figures of merit for an optical transducer is the sensitivity of the optical
response to given changes in the refractive index of its environment. In this section the sensitivities
of the three membranes are obtained by measuring the samples phase retardations when
immersed in liquids with different refractive indices. The liquids employed were water
ðnWater ¼ 1:328Þ and ethanol ðnEthanol ¼ 1:354Þ, as well as solutions of ethanol in water with
concentrations of 50:50 and 75:25.
The measurements were carried out by the process explained in the previous section with the
only difference being that the samples were immersed in the liquids. Results in air, water and
ethanol for the 10 and 30 m thick samples are shown in Fig. 5. Three clear annotations can be
Fig. 4. Phase retardation as a function of the sample rotation angle for samples with thicknesses of
10, 30 and 60 m. Blue lines represent the theoretical values obtained from the fitting of (7) to
experimental ones.
Fig. 5. Phase retardation as a function of the light incidence angle for pores filled with air (gray line),
water (blue line) and ethanol (green line) for a 10 m thick sample (a), and 30 m thick sample (b).
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made: firstly, a reduction in the phase retardation is observed when the refractive index of the
liquids that fill the samples increases. Secondly, both phase retardation and its derivative are higher
for thicker samples, thus greater sensitivities are also expected. Thirdly, the change in the phase
retardation and therefore sensitivity increases with the incidence angle.
Fixing the sample azimuthal rotation angle to 45 the phase retardation was measured when the
samples were immersed in a solution of water:ethanol ¼ 100 : 0; 25 : 75; 50 : 500 : 100. Fig. 6 shows
the phase retardation change as a function of the solution refractive index showing a linear behavior
between the liquids refractive index and the change in the phase retardation value. The phase
retardation change was fitted to a linear function showing sensitivities of 1.6, 4 and 6 rad/RIU.
5.3. Limit of Detection
While the sensitivity gives an idea of the optical transducer performance, the usually more
important figure of merit is the smallest refractive index change that it can respond to and be
resolved, i.e., measure accurately, that is the LoD. The limit of the detection relates the sensitivity of
the transducer to the resolution of the readout system by
LoD½RIU  ¼ ½rad 
@½rad=RIU  (8)
where  is the measurement system resolution and @ is the transducer sensitivity.
As previously reported [18], [29], light scattering in an inhomogeneous medium like PSi generates
incoherent light which depolarizes the light thereby deteriorating the system resolution which for our
system was measured at 107 rad for a quartz reference sample. The amount of depolarized light
increases with the PSi sample thickness, so the system resolution needs to be tested for PSi
samples with different thickness. The resolution of the measurement system was therefore obtained
from the standard deviation of the birefringence measured values of the fabricated PSi samples (10,
30 and 60 m thick) when they were immersed in water. We observed that the resolution decreases
dramatically when the thickness of the samples increases: going from 1 105 to 5 105 to
5 104 for 10, 30 and 60 m, respectively.
Combining the values of the sensitivity obtained in the previous section and the resolution values
obtained above, the limits of detection that can be reached with each membrane can be determined
from (8). Table 1 shows the sensitivity, resolution and LoD values for all the membranes
measured. We can see that although the sensitivity increases with the sample thickness, at the same
time the resolution decreases dramatically due to the depolarization. The thinnest fabricated
membrane (10 m) is therefore potentially the most suitable for biosensing purposes due to its
smaller LoD.
Fig. 6. Phase retardation shifts for samples rotation angle of 45 as a function of the refractive index of
the material that fills the pores for samples with thickness 10, 30 and 60 m (dots). A solid line
represents the linear fitting of the experimental data, showing sensitivities of 1.6 rad/RIU, 4 and 6 rad/
RIU for the 10, 30 and 60 m thick, respectively.
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5.4. Thermal Stability
The refractive index of the materials used to develop photonic or optical sensors, such as
semiconductors or glasses is temperature dependent. Due to that, the optical properties of the
transducer not only change when the refractive index of the surrounding media does, but it also
changes as the temperature of the same media does.
In order to quantify this change for biosensing the thermal stability of a PSi membrane in the
same aqueous environment was determined. To do so, the sample holder was placed in a closed
chamber where the temperature could be increased from ambient to 50 C and a platinum
temperature sensor placed within it in order to monitor its temperature. As the chamber was heated
both the phase retardation as well as the sample temperature were monitored in time during a rising
and falling cycle [Fig. 7(a) and (b)]. The phase retardations was plotted against the chamber
temperature [Fig. 7(c)] showing a liner dependence with a slope of 8 104 rad=C. This value
could be used to determine the resolution needed for the thermal stabilization system within an
instrument based on such a sensing mechanism. Thus for a resolution in the phase retardation
measurement of 105 rad, a thermal control with a temperature change of 12.5 mK will produce a
change in the phase retardation equal to the system resolution. This means that an active thermal
control with a setpoint temperature resolution of 1 mK will provide a thermal stability for phase
variation one order of magnitude better than that of the overall system phase resolution.
6. Conclusion
A highly sensitive device for biosensing purposes has been presented that is based on the use of a
phase retardation readout scheme for the characterization of optical anisotropic of mesoporous
silicon membranes. The fabrication of mesoporous free-standing membranes with pore diameters
around 50 nm and thickness of 10, 30 and 60 m were reported, which are suitable for biosensing.
Fig. 7. (a) Sample temperature variation as a function of time. (b) Phase retardation as a function of
time. (c) Phase retardation change as a function of the sample temperature.
TABLE 1
Sensitivity, resolution and LoD of the three types of PSi samples measured in aqueous environment.
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The results of the anisotropy characterization of the fabricated membranes showed that the
birefringence decreases with the sample thickness due to the amount of pores that grow in the h113i
directions having increased with the etch time. The sensing experiments carried out with the
membranes using different solutions of water and ethanol showed that the thinnermembranes (10 m
thick) present the lowest LoD, equal to 6:25 106 RIU. The thicker membranes have a worse LoD
due to the increase in depolarization worsening the resolution of the measurement system. In the last
section of the work the thermooptic coefficient of a 10 m thick membrane is measured in aqueous
environment at 8 104 rad=C.
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We report on the demonstration of real-time refractive index sensing within 60 μm thick free-standing macroporous
alumina membranes with pore diameters of 200 nm. The free-standing macroporous alumina membranes allow the
analytes to flow through the pores for targeted delivery, resulting in fast sensing responses. The polarimetric meas-
urement platform exploits the optical anisotropy of the membranes in monitoring the refractive index variations of
the analytes that fill the pores, providing highly sensitive and real-time measurements. The experimental charac-
terization of the membranes’ birefringence at wavelengths of 808, 980, and 1500 nm showed a decrease in birefrin-
gence for shorter wavelengths caused by the depolarization process that takes place when polarized light passes
through a porous medium. Volumetric sensing experiments performed at the same wavelengths demonstrated de-
tection limits of 8.1 × 10−6, 5.2 × 10−6, and 6 × 10−6 refractive index units at wavelengths of 808, 980, and 1500 nm,
respectively. © 2013 Optical Society of America
OCIS codes: 130.6010, 120.0280, 260.1440, 260.3060, 260.5430, 280.1415.
Refractive index sensing is a powerful technique widely
used for real-time monitoring of chemical and biological
processes [1]. This technique forms the basis of label-free
photonic biosensors, where the refractive index of the bio-
sensor surface is modified by the presence of a target an-
alyte [2]. For the development of photonic biosensors,
nanostructured materials, such as porous silicon (PSi)
and porous alumina (AAO) have gained special attention,
as they have higher surface areas than planar biosensors
for capturing analytes, permitting lower detection limits
[3]. To date, several label-free photonic biosensors have
been successfully developed on both PSi [4,5] and AAO
[6,7]. All these works are based on measuring the optical
thickness of the porous layer by the reflectometric inter-
ference spectroscopy (RIfS) method. The RIfS method in-
volves measuring the reflectance interference pattern that
arises from the light reflected from the air-porous and the
porous-substrate interfaces. In order to accurately mea-
sure the optical thickness change due to presence of
the target analyte, the interference fringes need to be well
resolved, which limits the porous layer to just the top layer
of the substrate, and the pore diameters need to be less
than 100 nm in order to avoid light scattering [8]. With that
structure, the delivery of analytes into the pores is mainly
governed by the stationary flux produced by electrostatic
interactions resulting in long sensing response times.
In this Letter, we present an approach that overcomes
those limitations, obtaining fast and highly sensitive
results, through a combination of polarimetry and a
60 μm thick free-standing macroporous AAO membrane
with pore diameters of 200 nm. The macroporous free-
standing membranes allow the analytes to flow through
the pores for targeted delivery of the analyte to the sen-
sor surface, breaking the mass transport limitations and
so delivering faster response times [9,10]. The birefrin-
gence of the macroporous AAO membrane produced
by its pores being perpendicular to its planar surface
can be used for sensing applications, as its value is highly
dependent on the refractive index of the material within
the pores [11].
Building on our previous demonstration of highly sen-
sitive optical sensing with a mesoporous PSi membrane
[12], we extended the polarimetric approach to macropo-
rous AAO membranes within a flow cell for real-time
sensing. To do so, the birefringence of the macroporous
AAO membranes was measured at different wavelengths
and compared to those reported in the literature for
AAO membranes with pore diameters below 40 nm [13].
Thereafter, real-time volumetric sensing experiments
were carried out at the same wavelengths in order to de-
termine the sensitivity of the macroporous AAO mem-
branes and therefore the detection limit of the overall
polarimetric system.
The polarimetric measurement platform used for
measuring the optical anisotropy of the free-standing
macroporous AAO membrane is depicted in Fig. 1.
Fig. 1. (Color online) Polarimetric setup used for optical
anisotropy characterization of the free-standing macroporous
AAO membranes. The inset shows a picture of a macroporous
AAO membrane mounted on an aluminum substrate.
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The output light from a laser diode is collimated and
directed to a first linear polarizer. The linearly polarized
light from the polarizer arrives at a photoelastic modula-
tor (PEM; Hinds Instruments PEM-100) that modulates
the light polarization. The modulated light is incident
at 45º to the alumina membrane, which is mounted on
a flow cell. The light exiting the membrane, after passing
a second polarizer, is detected by a photodiode that is
connected to a lock-in amplifier. The lock-in amplifier
(SR-830) demodulates the detected signal, extracting
the amplitudes of its first and second harmonics, which
are related to the phase retardation Δϕ between the ordi-
nary and extraordinary components of the polarized light
by [12]
Δϕ  arctan

V1f
V2f
·
J2A0
J1A0

; (1)
where V1f and V2f are the amplitudes of the first and
second harmonics of the modulated signal, J1A0 and
J2A0 are the Bessel functions of first- and second-order,
respectively, and A0 is the amplitude of the modulating
signal (in radians).
The polarimetric measurement platform offers several
advantages over other photonic platforms relying on the
vertical interrogation mechanism that avoids a complex
coupling system constituting a robust sensing platform,
minimizing the alignment requirements for light coupling.
The free-standing AAO membranes used for this work
were acquired from Whatman (Anodisc membranes) and
had thicknesses of 60 μm, pore diameters of 200 nm, and
a porosity of 0.5. The free-standing membranes were
mounted on 250 μm thick aluminum supports using a
1 μm thick layer of Poly(methyl methacrylate) resist as
the adhesion layer. A hole of 500 μm diameter was drilled
in each aluminum substrate before mounting the mem-
brane in order for the laser light and analytes to access
the AAO. The mounted membranes were then placed in a
glass flow cell whose inlet port was connected to a fluid
dispensing system that provides a constant flow rate
of 10 μL∕min.
Before running the volumetric sensing experiments,
the birefringence of the macroporous AAO membranes
was measured at the three different wavelengths of
808, 980, and 1500 nm, respectively. The birefringence
values were obtained by measuring the phase retardation
between the main components of light as a function of
the light incidence angle over the AAO membrane, which
was mounted on a rotation stage [12]. The measured
birefringence values were 0.020, 0.034, and 0.042 at
wavelengths of 808, 980, and 1500 nm, respectively.
These values are comparable to the birefringence value
of 0.062 reported in [13] for nanoporous alumina
membranes with pores sizes below 40 nm. The birefrin-
gence of the macroporous AAO membranes decreases
for shorter wavelengths due to the depolarization proc-
ess that takes place when a polarized light passes
through a scattering medium such as the macroporous
membrane [14]. Light scattering is higher at shorter
wavelengths, increasing the depolarization of light and
so decreasing the birefringence.
After characterizing the wavelength-dependent bire-
fringence of the AAO membranes, a real-time refractive
index sensing experiment was carried out in order to
determine the bulk refractive index sensitivity of the
AAO membrane as well as the detection limit of the
whole polarimetric sensing system. To do so during
3 min, we flowed through the AAO membrane different
solutions of NaCl in deionized water (DIW) whose mass
concentrations ranged from 0.2% to 2%. After each NaCl
solution injection, DIW was pumped through the mem-
brane in order to prove that phase retardation had
returned to its initial value and so the sensing system
was reversible. The phase retardation as a function of
time is shown in Fig. 2 for the three wavelengths of
808, 980, and 1500 nm. Immediately after switching, a
transitory response of about 1 min is produced by the
new solution replacing the old one inside the pores.
Furthermore, when the concentration of NaCl in the
solution increases, the phase retardation decreases, as
it is proportional to the index contrast between the
alumina and the material filling the pores.
The refractive index change of the different
NaCl solutions at room temperature is ΔnNaCl:DIW 
0.001747RIU∕%. This relation was obtained from mea-
surements of different solutions of NaCl in DIW using
dual polarization interferometry [15]. Although this rela-
tion was obtained at a wavelength of 632 nm, the formula
is valid for the three wavelengths studied in this work
because the dispersion coefficients of DIW and NaCl
solutions are likely to be similar. The phase retardation
changes for the different solutions of NaCl at the three
different wavelengths are plotted in Fig. 3 as a function
of the refractive index of the NaCl solutions used.
Fig. 2. (Color online) Sensorgram showing the signal response
due to flowing through the macroporous AAOmembrane differ-
ent solutions of NaCl in DIW when using laser diodes with
wavelengths of (a) 808 nm, (b) 980 nm, and (c) 1500 nm.
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The bulk refractive index sensitivity S of the macropo-
rous AAO membrane was obtained from the slope of
the curves ∂Δϕ versus refractive index. Linear fits to the
curves provide values of 2.85, 5.22, and 5.03 rad∕RIU at
wavelengths of 808, 980, and 1500 nm, respectively, with
correlation coefficients R2  0.999. The highest sensitiv-
ity arises at 980 nm from a compromise between the light
wavelength and the membrane birefringence, which it-
self is wavelength dependent. This can be seen from
the relation between the phase retardation, the wave-
length, and the birefringence given by
Δϕ  2π
λ
d · Δn; (2)
where λ is the light wavelength, d is the membrane thick-
ness, and Δn is its birefringence. Higher phase retarda-
tion and therefore more sensitivity will be obtained for
shorter wavelengths and higher birefringence.
The detection limit of the whole sensing system relates
the sensitivity of the membrane S with the resolution of
the measurement system σ by
DLRIU  σrad∕Srad∕RIU: (3)
The resolution of the measurement system is considered
to be equal to the standard deviation of the measured
phase retardation, i.e., 2.3 × 10−5, 2.7 × 10−5, and 3 ×
10−5 rad at wavelengths of 808, 980, and 1500 nm, respec-
tively. The detection limits were calculated as 8.1 × 10−6,
5.2 × 10−6, and 6 × 10−6 refractive index units at wave-
lengths of 808, 980, and 1500 nm. The lowest detection
limit occurs at 980 nm, which enables a future low-cost
multiplexed device using silicon CCD detectors whose
price is considerably cheaper than the CCD detectors
used in the 1500 nm range.
We have demonstrated refractive index sensing by us-
ing free-standing macroporous AAO membranes with
flow-through properties. From measuring the birefrin-
gence of the macroporous membranes at different wave-
lengths, we found that the birefringence decreases for
shorter wavelengths due to the depolarization process
that takes place in porous materials. Besides, the refrac-
tive index sensing experiments showed that the lowest
detection limit was 5.2 × 10−6 refractive index units ob-
tained at 980 nm, which enables the development of a
future low-cost multiplexed device using a silicon CCD
detector.
This work was carried out within the FP7-ICT-257401-
POSITIVE project, funded by the European Commission.
Authors acknowledge ΔnNaCl:DIW data provided by
POSITIVE consortium partners Marcus Swann and Paul
Coffey (Farfield Group) from measurements using dual
polarization interferometry.
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ABSTRACT 
We report the first demonstration of real-time biosensing in free standing macroporous alumina membranes. The 
membranes with their 200 nm diameter pores are ideal candidates for biosensing applications where fast response times 
for small sample volumes are needed as they allow analytes to flow through the pores close to the bioreceptors 
immobilized on the pores walls. A bulk refractive index sensitivity of 5.2x10-6 refractive index units was obtained from 
signal responses to different concentrations of NaCl solutions flowing through the pores. Finally, after functionalizing 
the alumina pore surfaces with an epoxysilane and then spotting it with β-Lactoglobulin protein, the interactions between 
the β-lactoglobulin and rabbit anti-β-lactoglobulin, as well as the interaction between the rabbit anti-β-lactoglobulin and 
a secondary antibody anti-rabbit Immunoglobulin G were monitored in real-time. 
Keywords: Porous alumina, Form birefringence, Polarimetry, Optical sensing and sensors, Biological sensing and 
sensors. 
1. INTRODUCTION  
Refractive index (RI) sensing is a powerful technique widely used for real-time monitoring of chemical and biological 
process [1]. This technique forms the basis of many label-free photonic biosensors, where the refractive index of the 
biosensor surface is modified by the presence of a target analyte [2]. For the development of photonic biosensors 
nanostructured materials like porous silicon (PSi) or porous alumina (AAO) have gained special attention as they have 
higher surface areas than planar biosensors for capturing analytes permitting lower detection limits [3]. To date, several 
label-free photonic biosensors have been successfully developed on both PSi [4, 5] and AAO [6, 7] and are exclusively 
based on measuring the optical thickness of the porous layer by reflectometric interference spectroscopy (RIfS). The 
RIfS method involves measuring the reflectance interference pattern that arises from the light reflected from the air-
porous and the porous-substrate interfaces. In order to accurately measure the optical thickness change due to presence 
of the target analyte the interference fringes need to be well resolved, which limits the porous layer to just the top layer 
of the substrate, and the pore diameters to less than 100 nm in order to avoid light scattering [8]. With that structure, the 
delivery of the analytes into the pores is therefore mainly governed by the stationary flux produced by electrostatic 
interactions resulting in slow responses and so long sensing times. 
To overcome those limitations we propose an approach that employs free standing macroporous AAO membranes with 
pore diameters of 200 nm. The membranes allow the analytes to flow-through the pores no more than 100 nm from the 
sensor surface, breaking the mass transport limitations and so effectively targeting the delivery of the analyte to the 
sensor surfaces, for fast sensor response [9, 10]. With the pores of the macroporous AAO membranes being 
perpendicular to their planar surface they can be used for sensing applications as their birefringence is highly dependent 
on the refractive index of the material within the pores [11, 12]. 
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2. MATERIALS AND METHODS 
2.1 Materials 
The free-standing macroporous alumina membranes were acquired from Whatman (Anodisc™ membranes, 13 mm 
diameter, 200 nm pores, 60 μm thickness and 0.5 porosity). BSA (Bovine serum albumin), Tween 20, PBS (Phosphate 
buffered saline) tablets, toluene, epoxysilane compound (3-glycidoxypropyl)trimethoxysilane were acquired from 
Aldrich (St. Louis, MO, USA). The primary antibody used, rabbit anti-β-lactoglobulin, was purchased from Bethyl 
Laboratories (Montgomery, TX, USA) and both the β-lactoglobulin B protein and secondary antibody, anti-rabbit IgG, 
from Aldrich (St. Louis, MO, USA). Strepavidin coated CdSe quantum dots (Qdot® 800 Streptavidin Conjugate) were 
supplied by Invitrogen (Life technologies, NY, USA).  
2.2 Epoxysilane surface functionalization  
A self-assembled epoxysilane monolayer was chemisorbed on the porous alumina pore walls through a reaction of 
alumina hydroxyl groups with the silane groups so that later receptors biomolecules could be attached.  
In doing so, first the hydroxyl groups of the alumina membranes surface were activated by an oxygen plasma and then 
the alumina membranes were immersed into a 1% solution (in volume) of (3-glycidoxypropyl) trimethoxy silane in dry 
toluene over night at room temperature. This was followed by a curing step at 80°C under vacuum to ensure a high 
degree of coverage of the surface. Finally the membranes were rinsed with toluene and ethanol and dried under a stream 
of nitrogen in order to remove any physisorbed silane groups. 
 
Figure 1. Formation of the epoxysilane monolayer on the alumina surface by (3-glycidoxypropyl)trimethoxysilane and the 
following immobilization of β-lactoglobulin protein onto the resulting monolayer. 
2.3 Membranes transfer to silicon supports 
In order to provide mechanical stability to the free-standing alumina membranes they were transferred to silicon 
substrates after the epoxysilane functionalization. This was done by mounting the alumina membranes onto silicon 
supports using a 1 μm thick layer of PMMA (Poly(methyl methacrylate)) resist as the adhesion layer. The silicon 
substrates used were 500 μm thick single side polished square pieces of 15 by 15 millimeters with a CO2 laser cut 750 
μm hole for the laser diode light and the analytes to pass through the membranes.  
2.4 Bioreceptor immobilization 
Once the free standing membranes had been functionalized and transferred to the silicon supports the β-lactoglobulin 
protein bioreceptors were immobilized on the silanized surface, via spotting, through the linkage to the active surface 
epoxy groups. For this purpose a piezoelectric spotter SciFlexArrayer S5 from Scienion was used to spot ten microliters 
of β-lactoglobulin B protein at 1 mg/mL concentration on the functionalized alumina membrane. Thereafter the spotted 
membranes were incubated at room temperature in a moisture chamber overnight and rinsed with PBS solution to 
remove unbound protein. The spotted membranes were then blocked by a BSA solution at 0.1 μg/mL concentration, 
washed again with PBS and dried under a nitrogen stream. 
2.5 Polarimetric readout platform 
The polarimetric readout platform for measuring the optical anisotropy of the free standing macroporous AAO 
membrane is depicted in Fig. 1 (a). Output light from a laser diode is first collimated and then directed to a linear 
polarizer with the resulting linearly polarized light then enters a photoelastic modulator (PEM; Hinds Instruments PEM-
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100). The modulated light exiting the PEM is then incident at 45º to the planar surface of the alumina membrane, which 
is mounted within a flow-cell. The light exiting the membrane, after passing a second polarizer, is detected by a 
photodiode which is connected to a lock-in amplifier (SR-830). The lock-in amplifier demodulates the detected signal 
extracting the amplitudes of its first and second harmonics, which are related to the phase retardation φΔ  between the 
ordinary and extraordinary components of the polarized light traversing the membrane by [13]: 
( )
( )
1 2 0
2 1 0
arctan ·f
f
V J A
V J A
φ ⎛ ⎞Δ = ⎜ ⎟⎜ ⎟⎝ ⎠
   (1)   
where 1 fV  and 2 fV  are the amplitudes of the first and second harmonics of the modulated signal, ( )1 0J A  and ( )2 0J A  
are the Bessel functions of first and second order respectively, and 0A  is the amplitude of the modulating signal (in 
radians).  
A layout of the flow-cell used for the flow-through sensing is depicted in Fig. 2 (b). The silicon chip mounted alumina 
membrane is placed between two glass windows with inlet and an outlet ports. The inlet port is connected to a syringe 
pressure source which operating at 15 psi deliver a constant flow rate of 100 μL/min. 
 
Figure 2. (a) Polarimetric readout platform used for the optical anisotropy measurement of a macroporous free-standing 
alumina membrane. (b) Detail of the silicon chip mounted free-standing alumina membrane within the flow cell. 
3. RESULTS AND DISCUSSION 
3.1 Bulk refractive index sensitivity 
Real-time sensing experiments were carried out for several epoxysilane coated membranes in order to determine the bulk 
refractive index sensitivity of the AAO membranes as well as the reproducibility of the sensor device and the 
measurement platform. To do so different concentrations of NaCl in deionized water (DIW) solutions whose mass 
concentrations ranged from 0.2% to 2% were flowed during three minutes through the AAO membranes. After each 
NaCl solution injection DIW was pumped through the membrane in order to prove that phase retardation had returned to 
its initial value and so the sensing system was reversible [14]. The phase retardation change as a function of time for one 
such membrane is shown in Fig. 2 (a) where a transitory response of about one minute can be seen immediately after 
switching, produced by the new solution replacing the old one inside the pores. Fig 2 (b) shows phase retardation 
changes as a function of the refractive index change for different solutions of NaCl used for ten different membranes. 
The mean sensitivity is 5.36 rad/RIU (refractive index units) and has a standard deviation of 0.1 rad/RIU and a 
correlation coefficient up to 0.999.  
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Figure 3 (a) Sensorgram showing the signal response due to flowing several solutions of NaCl in deionized water through a 
macroporous AAO membrane. (b) Phase retardation change as a function of refractive index change for different NaCl 
solutions. 
From knowing the sensitivity of the alumina membranes, the detection limit of the whole sensing system could then be 
obtained from the relationship between the sensitivity of the membranes and the resolution of the polarimetric 
measurement platform: 
[ ] [ ] [ ]DL RIU rad S rad RIUσ=     (2)   
The resolution of the measurement platform was considered to be equal to the standard deviation of the measured phase 
retardation values, or 2.7x10-5 rad, resulting in a detection limit of 5.2x10-6 refractive index units.  
3.2 Real-time biosensing 
After characterizing the reproducibility and the bulk refractive index sensitivity of the coated alumina membranes the 
immunoassay represented in Fig. 4 (a) was carried out. First a base line for the sensing system was obtained by flowing 
PBS solution during 10 minutes through a spotted and functionalized membrane. On achieving a stable base line a 
1 μg/mL concentration of primary antibody was flown through the membrane to bind specifically to the immobilized β-
lactoglobulin protein. A secondary antibody (biotinilated anti-rabbit IgG) and a signal enhancer (strepavidin coated CdSe 
quantum dots) were used to increase the response produced by the binding between the first antibody and the b-
lactoglobulin. Fig. 4 (b) shows the real-time response produced by the binding between the primary and secondary 
antibodies as well as the signal enhancement produced by the quantum dots. 
 
Figure 4 (a) A schematic representation of the immunoassay carried out in a macroporous alumina membrane.  
β–lactoglobulin protein was used as the immobilized antigen for the detection of rabbit anti-β-lactoglobulin. Secondary 
antibody biotinilated anti-rabbit-IgG and strepavidin coated CdSe quantum dots were used to increase the signal produced 
by the primary antibody. (b) A sensorgram showing the signal response due to the binding of the first and secondary 
antibodies as well as the enhancement produced by the strepavidin coated CdSe quantum dots. 
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3.3 Control assays 
Two control assays were carried out in order to demonstrate that the signal responses shown in Fig. 4 (b) are due to 
specific antigen-antibody interactions having taken place. The results of a first control assay run on an unspotted 
membrane shows the absence of a binding response when the β-lactoglobulin protein is not immobilized on the 
functionalized pores surface (Fig. 5 (a)). A second experiment run on a β-lactoglobulin spotted membrane shows the 
absence of a binding response when the first antibody (rabbit anti-b-lactoglobulin) is not present, demonstrating that the 
response enhancement produced by the secondary antibody (anti-rabbit IgG biotinilated) as well as the enhancement 
produced by the strepavidin coated quantum dots are due to the presence of the first antibody. 
 
Figure 5. (a) Sensorgram showing a comparison between the responses of a membrane with β-lactoglobulin immobilized on 
its surface (gray line) and a membrane containing no β-lactoglobulin immobilized (blue line). (b) Sensorgram showing a 
comparison between the responses produced by the secondary antibody and the quantum dots on a membrane with the anti-
β-lactoglobulin (gray line) and a membrane without the anti-β-lactoglobulin (blue line). 
4. CONCLUSIONS 
In summary, we have presented a biosensing device based on a free standing macroporous alumina membrane with 
flow-through properties that allows analytes to be targeted delivered for fast sensing response time and therefore real-
time measurements for small sample volumes as it is. The interrogation mechanism of the system is based on a 
polarimetric readout setup for the measurement of the optical anisotropy of a macroporous alumina membrane, whose 
birefringence is highly sensitive to the refractive index of the material that fills its pores. A bulk refractive index sensing 
experiment using several solutions of NaCl in deionized water showed a volumetric detection limit below 5.2x10-
6 refractive index units. Biosensing experiments carried out using β-lactoglobulin as an immobilized antigen provided a 
specific binding response between the rabbit anti-β-lactoglobulin and the antigen as well as a response from the 
recognition between the secondary antibody anti-rabbit IgG and the primary antibody rabbit anti-β-lactoglobulin.  
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